State Water Resources Control Board Division of Drinking Water

MONTHLY SUMMARY OF REVISED TOTAL COLIFORM RULE DISTRIBUTION SYSTEM MONITORING
(For public water systems serving more than 400 service connections OR 1,000 persons, OR wholesaler systems)
(Includes triggered source monitoring reporting for Groundwater Rule compliance)

System Name System Number

City of Lomita 1910073

Sampling Period

September 2023

Year

Month

Number Number Number Total
Required Collected  Coliform Positives Number E.coli Positives

1. Routine Samples (see note 1) 20 20 0 0

2. Repeat Samples following samples that are Total Coliform
Positive and £.coli Negative (see notes 2, 10 and 11) 0 0 0

3. Repeat Samples following Routine Samples that are
Total Coliform Positive and E. coli Positive
(see notes 2,3, 10 and 11) 0 0 0

4. Coliform Treatment Technique (TT) Trigger Exceedance &
I.coli MCL Computation for TC/E. coli Positive Samples
S ; 20 20 0 0
a. Totals (sum of columns)

b. I 40 or more samples collected in month, determine
percent of samples that are total coliform positive
|(total number positive/total number collected) x 100] =

N/A

c¢. Did the system violate the £. coli MCL (see notes 2 through 5)? “[ves No

Did the system exceed... ...a Level 2 Coliform TT trigger? O Yes No
(see notes 2, 3, 4, 5 and 6 for trigger info)

%

Ifyes, see note 8 helow.
...a Level 1 Coliform TT trigger? []ves [F]No
(see note 7 for trigger info)

Ifves, see note ¥ below,

5. Triggered Source Samples per Groundwater Rule 0
(see notes 12 and 13) 0 0

6. Invalidated Samples
(Note what samples, if any, were invalidated; the lab who authorized the invalidation; and when replacement samples
were collected. Attach additional sheets, if necessary.)

7. SummaryCompleted By:

Name/Signature

Title Date

U(M{ r(\ Py A ,\Muwa 4N 10/9/2023

Mark Andersen

NOTES AND INSTRUCTIONS: /
L. Routme samples include:
a. Samples required pursuant to 22 CCR Section 64423 and any additional samples required by an approved routine sample siting plan established pursuant to 22 CCR Section 64422,
b. Extra samples for systems with high source water turbidities that are using surface water or groundwater under direct influence of surface water and
do not practice filtration in compliance with regulations;
Notes 2-5 (boxed entries) are £. coli MCL violations and require immediate notification to the Division (22 CCR, Section 64426.1):
20 Any E.coli positive repeal following a total coliform positive sample.
3. A torad coliform pusitive repeat, following an £.coli positive routine sample.
4. Failure 1o take afl requtired repeat sainples following an I, coli positive routine sample.
3. Pailure o test for I coli when any repeat saniple tests positive for total coliform
6. Second Level | coliform treatment technique trigger exceedance in a rolling 12-month period.
7. Level 1 Coliform Treatment Technique (TT) Triggers:
a. For systems collecting less than 40 samples, if two or more samples are total coliform positive, then the TT is exceeded and a Level 1 Assessment is required.
b. For systems collecting 40 or more samples, if more than 5.0 percent of samples collected are total coliform positive, then the TT is exceeded and a Level 1 Assessment is required.
c. If a trigger is exceeded as a result of a total coliform positive repeat sample, the system must notify the Division by the end of business day, section 64424(c¢)
8. Contact the Division as soon as practical to arrange for the Division to conduct a Level 2 Assessment of the water system. The water system shall complete a Level 2
Assessment and submit it to the Division within 30 days of learning of the trigger exceedance
9. Conduct a Level | Assessment as soon as practical that covers the minimum elements (22 CCR, Section 64426.8 (a)(2). Submit the report to the Division
within 30 days of learning of the trigger exceedance.
10. Positive results and their associated repeat samples are to be tracked on the Coliform Monitoring Worksheet.
I'1. Repeat samples must be collected within 24 hours of being notified of the positive results. At least 3 repeat samples must be collected for each total coliform positive sample.
12. For systems subject (o the Groundwater Rule: Positive results and the associated triggered source samples are to be tracked on the Coliform Monitoring Worksheet
13. For triggered sample(s) required as a result of a total coliform routine positive sample, an /7, coli -positive triggered sample (boxed entry) requires
immediate notification to the Division, Tier | public notification, and corrective action. ; Updated 8/4/2021



DISTRIBUTION SYSTEM
CHLORINE RESIDUAL SUMMARY 2023
(mg/L)

WATER SYSTEM: City of Lomita SYSTEM NO.: 1910073
Residual Type:

Residuals by Location

2023 - JANUARY FEBRUARY MARCH APRIL MAY JUNE
LOCATIONS 13 | 410} 147 fraa | 41 ] 27 J244 | 221 | 228 37 | 214 | 221 | 328 44| 411 | 448 | 425 52 | 59 | 6.16 | 523 | 5-30 -6 | 6-12 | 6-20 | 6-27
1912 W, 250th St. (813-001) 2231 220| 236 | 240 ) 248 ) 265 | 270 ) 254 | 265 279 | 2.62 | 2.24 | 258 2.84] 270 | 252 | 230 2.25{ 199 2.35] 2.37| 207 232 2.42| 218 2.34
26314 Monte Vista {513-002} 230|243 210 | 247 | 256 | 260 | 280 | 250 | 276 2,70 | 280 | 262 | 281 2.82] 270 | 253 | 256 262| 2.2 | 250! 243) 2.9 2.60| 2.50| 2,39} 2.48
1948 252nd St, {§12-003) 2141236 201 | 237 | 248 ) 188 ) 270 | 255 | 2.97 262 | 3.06 | 258 | 2.62 273| 264 | 242 | 252 256 | 213] 2.30] 2.19| 2.13 211 259| 2.10| 1.96
24632 S, Moen St {813-004) 254 | 238) 262 | 280 | 3.03| 300 | 286 | 200 288 291 280 | 282 | 289 301| 278 | 288 | 2.72 289|257|228) 228] 256 235| 2.38] 218 | 2.57
2500 PCH (813-005) 160 | 166| 166 ) 167 | 198 | 189 | 2.05 | 2.0 | 2.00 165 | 197 ] 198 | 187 2.19] 228 | 197 | 1.98 1.80] 1.70] 2.04] 1.74| .82 157 | 1.83] 170 1.82
25417 Pernsylvania Ave(S13-008) | 240 | 222 | 230 | 262 | 280 ) 277 [ 280 | 278 | 285 266 | 277 272 | 287 276 260 | 254 | 2.69 252)225|231) 231} 1.80 230| 217] 2.06] 2.24
2052 Dawn St .(A) 276 | 245 260 | 205 [ 206 | 200 | 2097 ) 283 | 272 280 | 2.94 | 299 | 3.03 3M| 274 | 281 | 2.83 271|284 | 271 217 ]| 2.86 2.49| 2521 233 2.83
2.29 2.25
2.369 2.645 2.648 2.59
2023 JULY AUGUST SEPTEMBER OCTOBER NOVEMBER DECEMRBER
LOCATIONS 7.6 |71 | 798 | 725 g1 ) 88 | 815 | 822 | 529 | 8.6 | 912 | e10 | 928
1912 W. 258th St, (§13-001) 218 | 248 | 221 | 1907 197 | 156 | 248 ) 140 | 245 233 [ 242 | 247 | 280
26314 Monte Vista (513-002) 2.01 | 245 | 2.36 | 219 215 | 165 | 245 | 164 | 256 | 220 | 257 | 260 | 2.75
1948 252nd St. (513-003) 186 ( 1.84 | 1.74 [ 1.77 2071158 | 210 181 | 207 | 1.72 | 248 | 257 | 274
24632 S. Moon 8t, ($13-004) 241 | 240 | 2.40 | 246 220 [ 184 | 158 | 147 | 187 ]| 259 | 241 | 204 | 230
2500 PCH (S13-008) 148 | 168 | t72 | 1.69 1601 094 | 133 o070 | 140 ] 154 | 194 | 225 239
25417 Pennsylvania Ave(S13-008) | 218 | 247 [ 2,11 | 2.34 1731123 ) 150 110 156 2021 1.95 | 234 | 230
2052 Dawn St ,(A) 240 | 244 | 253 | 244 248 | 224 | 207 187 | 243 | 238 | 240 | 257 | 247
2.43 1,73 233 0.00 0.00 0.00
|
1
;
: State of California
SWRCB

Division of Drinking Water - Hoflywood District



DISTRIBUTION SYSTEM

TOTAL COLIFORM SUMMARY 2023

WATER SYSTEM: City of Lomita SYSTEM NO.: 1910073
Coliform Results (Present/Absent)
2023 JANUARY FEBRUARY MARCH APRIL MAY JUNE

LOCATIONS 103 | 10 | a7 | 24 | a3 | ar | 214 | w21 ] 228 M7 | 344 | 321 | aiz8 a4 {411 | ars | 42 52 | 50 | 516 | 523 ] 530 | e | 612 § 6i20 | ere7
1912 W. 258th St, (S13-001) Alagalajalalalajga AlAal Al A AlALTA]L A AjAalAajalajagalala
26314 Monle Vista (813-002) AlAajlajajajajalala AlA]l AL A AlAafala Alalalajalalalala
1948 262nd St (S13-008) AlA]lAalalatalalala AlA]l A]A Al A AF A Alalalala]la]lAa]lAal]a
24632 S. Moon St (S13-004) AjlA)lAlTALALlALTA]LA] A AlAala]a AlAa]la]la Alalaljagalalagala
2500 PCH (S13-005) Alafjalalalalalala AlalAal]a Alalala Alalalalalagalala
25417 Pennsylvania Ave(S13-008) A A A A A A A A A A A A A A A A A A A A A A A A A A
2052 Dawn St (A) Alagalajlalalalala AlalAala Alalala AlalalalAalAala)lalda

2023 JULY AUGUST SEPTEMBER OCTOBER NOVEMBER DECEMBER

LOCATIONS 75 | 711 | ts | res 8 | & | ems | ee2 ) wize | o § ooz | orio | orze
1012 W. 2501h St ($13-001) Al Al A| A Alalalalalal]alala
28314 Monte Vista ($13-002) AlA|l ALl A Alalalalalala]lala
1948 252nd St. (S13-003) A A A A A A A A A A A A A
24632 S. Moon St. (§13-004) Al AL AL A AlAlAl Al AlA]l Al AL A
2500 PCH (513-005) Al Al A]| A AltAlalalalalalAaga
25417 Pannsylvania Ave({$13-008) A A A A A A A A A A A A A
2052 Dawn St .(A) A A A A A A A A A A A A A
NOTE: For total coliform pesitive, include original total coliform positive results and set of repeat sample results.
Comments:;

SIGNATURE: Mmﬂ( Quﬂwm DATE: 10/9/2023

L

State of California

SWRCB

Division of Drinking Water - Hollywood District



CITY OF LOMITA

PUBLIC WORKS DEPARTMENT

RAW WATER COLIFORM MONITORING
NAME OF WATER SYSTEM: LOMITA, CITY OF

SIGNATURE:

e

AN

\\‘\‘

Mark Andersem—Ehigf Water Operations Manager

Date:

10/9/2023

SYSTEM NO: 1910073 MONTH: September YEAR: 2023
SOURCE NAME | JANUARY  February MARCH APRIL JUNE AUGUST |SEPTEMBER| OCTOBER | NOVEMBER | DECEMBER
WELL 13-5 OFFLI OFFLI OFFL OFF OFFL OFFLI OFFLI OFFLI

TOTAL 0 0 0 0 0 0 0 0 0 0
EXAMPLES: Es 1 Bo5-lineg OF ST Y

FOR TOTAL COLIFORM POSITIVE RESULTS RECEIVED, INDICATE THE CONFIRMATION SAMPLES COLLECTED ON SUMMARY AND ATTACH THE LAB
RESULTS TO THIS PAGE.

COMMENTS:




MONTHLY SUMMARY OF MONITORING
FOR SURFACE WATER TREATMENT REGULATIONS

System Name:  CITY OF LOMITA System No.:

Wholesaler

Name: WEST BASIN MUNICIPAL WATER DISTRICT

Month: September Year:

DISINFECTION PROCESS DATA

Disinfectant residual type: Free chlorine (including well sources)
Free chlorine (no well sources)

Chloramines (including well sources)
Chloramines (no well sources) X

1910073

2023

No. of distribution system residual samples collected:

No. of distribution system samples for HPC only:

Total No. residual and/or HPC samples collected:

No. of samples with no detectable residual and HPC is not measured:

No. of samples with no residual and HPC > 500 CFU/ml:

No. of samples for HPC only and HPC > 500 CFU/m:

Total No. of samples with no residual and/or HPC > 500 CFU/ml:

Compute V =1 - Total No. samples with no residual and/or HPC > 500 X 100 =
Total No. residual and/or HPC samples collected
Meets Standard (i.e. V >95%) (Y/N)?

SUMMARY OF WATER QUALITY COMPLAINTS

General Complaints:

Type of Complaint Number |Corrective Actions Taken

Taste/Odor 0

Color

Turbidity

Suspended Solids

o|jo|Oo| ©

Other (Describe)

Reports of Gastrointestinal Illness (Attach additional sheets if necessary):

Persons
Reporting Date Corrective Actions Taken

Explain any failure of the standards and corrective action taken or planned (attach extra sheets if needed):

Note:
1. Refer to 191073-Cr

yof Lomita-TCR Report for tes

Signature: VAN Date:

Mark Andersen, Chw Opé?aj’ons Manager

sults for total chlorine, free chlorine, total coliform, E. Coli, HPC and Nitrate.

10/9/2023




SYSTEM NO:

GENERAL PHYSICAL SUMMARY
NAME OF WATER SYSTEM:

City of Lomita

1910073

MONTH:

September

YEAR:

[MONTH:

January

February

March

Apri

5

June

SAMPLE LOCATION

IDate

ITime
collected

[Femperature

IColor

|Odor

[Turbidity

[Date

ITime
collected

[remperature

IColor

lodor
[Turbidity

IDate

ITime
collected

[Femperature

IColor

lodor
[rurbidity

[Date

ITime

collected

[remperature

IColor

|Odor

[Turbidity

IDate

ITime

collected

[Femperature

IColor

|Odor

[Turbidity

[Date

ITime

collected

[remperature

IColor

|Odor

[Turbidity

(S13-001)

1912 W. 259th St.

1-3-23

8:00am

N
©

ND

ND

2-21-23

8:10am

o
Y

ND

z
o

3-14-23

8:42am

o
13

ND

o

4-11-23

9:10am

©
1

ND

z
o

5-2-23

6:30am

N
=)

ND

ND

6-20-23

7:30am

8.5

ND

o
w
13

(S13-001)

1912 W. 259th St.

1-10-23

8:00am

o
~

ND

ND

3-21-23

8:15am

I
[N

ND

o
o

5-23-23

7:10am

N
1
o

ND

0.11

(S13-001)

1912 W. 259th St.

1-31-23

7:30am

20.3

ND

0.12

5-30-23

7:20am

241

ND

ND

26314 Monte
Vista (S13-002)

1-10-23

7:45am

18.0

ND

ND

2-14-23

8:15am

15.9

ND

3-7-23

8:05am

19.0

ND

4-4-23

8:15am

16.5

ND

0.16

5-16-23

7:37am

23.0

ND

0.33

6-13-23

7:45am

ND

0.24

26314 Monte
Vista (S13-002)

1-24-23

7:30am

15.7

ND

0.39

3-21-23

8:00am

16.3

ND

4-25-23

7:22am

21.0

ND

ND

5-30-23

7:33am

231

ND

0.13

1948 252nd St.
(S13-003)

1-17-23

8:45am

16.9

ND

0.25

2-14-23

8:45am

19.3

ND

3-28-23

8:30am

18.0

ND

4-11-23

9:50am

20.0

ND

ND

5-9-23

7:05am

23.3

ND

ND

6-6-23

7:55am

ND

ND

1948 252nd St.
(S13-003)

1-31-23

8;10am

204

ND

ND

2-28-23

7:30am

ND

4-25-23

7:45am

218

ND

ND

6-20-23

7:54am

ND

0.31

(S13-004)

24632 S Moon St.

1-17-23

7:20am

17.9

ND

ND

2-7-23

6:50am

16.7

ND

3-7-23

6:50am

17.3

ND

4-18-23

8:40am

20.0

ND

0.24

5-2-23

7:15am

222

ND

0.12

6-6-23

6:30am

ND

0.13

(S13-004)

24632 S Moon St.

2-21-23

7:05am

15.8

ND

3-28-23

7:00am

17.6

ND

5-16-23

6:40am

ND

0.58

6-27-23

6:30am

ND

0.28

005)

2500 PCH (S-13-

1-3-23

7:30am

18.5

ND

0.18

2-7-23

7:25am

171

ND

3-14-23

7:30am

18.8

ND

4-4-23

7:15am

18.7

ND

0.20

5-9-23

6:10am

ND

ND

6-13-23

6:59am

ND

0.18

005)

2500 PCH (S-13-

1-24-23

7:00am

19.9

ND

2-28-23

7:15am

19.0

ND

4-18-23

7:00am

20.5

ND

5-23-23

7:02am

24.4

ND

6-27-23

6:50am

20.3

ND

ND

|MONTH:

July

August

September

October

November

December

SAMPLE LOCATION

Time
collected

[remperature

[Color

|Odor

[rurbidity

[Date

Time
collected

[remperature

|Color

lodor
rurbidity

[Date

Time
collected

[remperature

[Color

lodor
[rurbidity

[Date

Time

collected

[remperature

|Color

|Odor

rurbidity

[Date

Time

collected

[remperature

[Color

|Odor

[rurbidity

[Date

Time

collected

[remperature

|Color

|Odor

rurbidity

(S13-001)

1912 W. 259th St.

8:20am

©
©

ND

o
o

8-8-23

8:12am

N
E
o

ND

9-19-23

7:55am

N}
&
©

ND

o
o

(S13-001)

1912 W. 259th St.

8-29-23

7:35am

21.0

ND

26314 Monte
Vista (S13-002)

7-6-23

9:25am

17.9

ND

0.23

8-1-23

7:50am

20.2

ND

9-12-23

8:07am

23.8

ND

26314 Monte
Vista (S13-002)

7-25-23

7:55am

20.5

ND

0.15

8-8-23

8:25am

23.5

ND

26314 Monte
Vista (S13-002)

8-22-23

7:55am

23.3

ND

1948 252nd St.
(S13-003)

7-6-23

9:05AM

20.8

ND

0.19

8-15-23

8:00am

21.5

ND

9-12-23

7:37am

24.8

ND

1948 252nd St.
(S13-003)

7-18-23

7:30am

216

ND

0.16

8-29-23

7:25am

20.8

ND

9-26-23

7:36am

23.7

ND

(S13-004)

24632 S Moon St.

7-11-23

6:50am

20.8

ND

0.14

8-15-23

7:30am

23.9

ND

9-6-23

7:05am

23.2

ND

24632 S. Moon
St. (S13-004)

7-25-23

7:05am

22.1

ND

0.13

9-19-23

7:05am

24.7

ND

005)

2500 PCH (S-13-

7-18-23

7:10am

21.2

ND

ND

8-1-23

7:06am

22.9

ND

9-6-23

6:40am

23.1

ND

005)

2500 PCH (S-13-

8-22-23

6:40am

24.4

ND

9-26-23

6:48am

23.6

ND

GENERAL PHYSICAL

IS COLLECTED:

(PLEASE CHECK ONE)

NUMBER OF SAMPLES COLLECTED FOR THIS MONTH:

WEEKLY

NO. OF COLIFORM SAMPLES COLLECTED THIS MONTH:
REQUIRED: ONE (1) GP PER FOUR (4) COLIFORM SAMPLES for WS > 1,000 conn

2023GP Summary

BI-WEEKLY

L1

28

28

ONCE A MONTH




STAGE 2 DISINFECTION BYPRODUCT RULE

TOTAL TRIHALOMETHANE (TTHM)
3rd. QUARTERLY SUMMARY REPORT

Water System Name: Lomita City- Water Department
System No. 1910073
; L " TTHM [ppb}
Monitoring Pariods Meets
MP3 Standard
MP1 MP LR HM Qe M ¥/N,
o i 2z MP3 (Current Q) AA (TTHM) » L (TTEM) | Exceed QEL (Y/N)
Samp[e Date (mmzﬂl/dﬂte/yead.‘ T8/11/22,11/8/22,12/13/22)  1710,2r14,2/21,3/14/23 4/11/23,5/8/283,6/13/23 7/11/23,8/8/23,9/12/23 {Y/N)
$13-011 (135M1) 26255 Appian Way, Lomita 22 34.3 32.1 28.7 45.3 35.3 ¥ 38.2 N
513-001 (135M2) 1912 255th Pl,, Lomita Z2 34.2 322 30.7 44.2 353 Y 378 N
S13-002 {13-3} 1948 252nd St Lomita 21 34.9 33.8 34.2 44,9 37.0 Y 395 N
$13-008 (135M4) 2450 West 247th St., Lomita Z1 32.2 29.0 25.1 39.7 313 Y 33.6 N

ICommems:

starage capseity; distribution system flushing: ehanges i soure

Nate: | your OEL is higher than the TTHM MéL at any locatian ins the distribution system, you must conduct 2n of

OEL exceedances; Please submit your operational evaluation repttt to the State for review within

lays.

perational evaluation by examining the system treatment and distribution operational practices, induding: starage tank operations; excess

EW - 2nt changes; and any problems that may contribute ta TTHM formation. From this evaluation you must identify what steps could be taken to minimize future

Name & Title of Person Submiiting Report

Date

10/9/2023

Mark Andersen, Chief Water Opefations Manager




STAGE 2 DISINFECTION BYPRODUCT RULE
HALOACETIC ACIDS (HAAS)
3rd QUARTERLY SUMMARY REPORT

Water System Name: Lomita City- Water Department
System No. 1910073
HAAS5 (pphb)
Monitoring Periods Meets
MP4 Standard
MP1 MP2 MP3 LRA, A5 OEL (H d N
[Current Qtr) A (HAAS) > (HAAS) | Exceed OEL (Y/N)
Sample Date (month/dateyear): 10/11/22,11/8/22,12/13/22 | 1/10/23,2/14/23,3/14/23 4/11/23,6/9/23,6/13/23 7/11/23,8/68/23,9/12/23 (Y/N)
$13-011 (135M1) 26255 Appian Way, Lomita 22 10.1 7.9 10.9 17.3- 11.6 ¥ 13.4 N
§13-001 (135M2) 1912 259th Pl,, Lomita Z2 10.1 8.0 12.0 17.0 11.8 Y 13.5 N
513-003 (13-3) 1948 252nd St., Lomita Z1 9.8 7.9 15.6 17.6 12.7 Y 14.7 N
513-008 {135M4) 2450 West 247th 5t., Lomita 71 8.8 6.6 13.9 16.1 11.4 ¥ 13.2 N

Comments:

Note: If your OEL s higher than the HAAS MCL at any location in the disteibutierrsystemsyo: st conduct an operational evaluation by examining the system treatment and distribution operational practices, including: storage tank operations; excess storage
capacity; distribution system flushing; changes in sources Drpi‘ciwater quality; treatment changes? v problems that may contribute to HAAS formation. From this evaluation you must identify what steps could be taken to minimize future OEL

=xceedances: Please submit your operational evaluation regdbrt to the State for review within 90 days. D

Name & Title of Person Submitting Report Date 10/9/2023

VA
Mark AnderWtif‘%rations Manager




State of California State Water Resources Control Board

Divisicn of Drinking Water
Quarterly Report for Disinfectant Residuals Compliance

For Systems Using Chlorine or Chloramines

Systern Name: CITY OF LOMITA System No.: 1910073
Calendar Year: 2023 Quarter: 3rd
1st Quarter ' 2nd Quarter
Number of Mon’{hly Ave. Number of Mont_hly Ave.
Month Chleorine Level Month Chlorine Level
Samples Taken Samples Taken
(mg/l) {mg/L)
April i : o : 2.11 July 2.00
May 2.14 5 {August SR 2.10
June - 1.88 i;f September 1.95
£y 2.00 £ [October 1.91
£ lAugust 2.10 = [November S e e 1.98
£ [September 1.95 December 7o o 2.36
October 1.91 January R R 227
November 1.98 - |February R 2.56
December A 2.36 > |March  E R 2.57
§ |[January 25 227 £ |April 20 2.53
£ [February 20 _2.56 °|May 25 2.23
3 [March 20 2.57 June 20 . 221
Running Annual Average (RAA): 215 Running Annual Average (RAA): 222
Meets standard? ] Yes Meets standard? [v] Yes
{i.e. RAA < MRDL of 4.0 mg/t. as Cl) ] nNe (i.e. RAA < MRDL of 4.0 mg/L as CL) T o
3rd Quarter 4th Quarter
Monthly Ave. Monthly Ave.
Month SazL;)T;Ze'![:E:en Chlorine Level Month Sai;r!gze'lr';lfen Chiorine Level!
(mg/L) {ma/L)
= |October ' ' 1.91 January e T 2.27
2 INovember 1.98 February b M 2.56
£ [December 2.36 March B IR 2.57
January 2.27 April CUl e 2.53
February 2.56 . [May L 223
March 2.57 > [June T 2.21
| Apri 253 g lJuly ST 213
% |May 223 ~ JAugust N 1.73
a|June R 2.21 September L 2.33
July 20 2.13 October
August 25 1.73 November
September 20 2.33 December
Running Annual Average (RAA) 2.23 Running Annual Average (RAA):
Meets standard? Yes Meets standard? (] Yes
(i.e. RAA < MRDL of 4.0 mg/L as Cky) 1 no {l.e. RAA < MRDL of 4.0 mg/L as Cl,) 1 no
Comments:
S

Signature; \—\{\J\'% Date: 10/9/2023

Mark Andersen, Ciﬁe%%fer Operations Manager




State of California
Division of Drinking Water

State Water Resources Control Board

Quarterly Report for Disinfectant Residuals Compliance
For Systems Using Chlorine or Chloramines

 ——

S

System Name: CITY OF LOMITA System No.: 1910073
Calendar Year: 2023 Quarter: 3rd
1st Quarter 2nd Quarter
Monthly Ave. Monthly Ave.
Month S Nymbenof Chloring Level Month bl Chlorine Level
amples Taken Samples Taken
(mg/L) (mg/L)
April 2.11 July 2.00
May 2.14 s |August 2.10
_|June - 1.88 i September 1.95
8 |July 2.00 = |October 1.91
3 |August 2.10 & [November 1.98
£ [September 1.95 December 2.36
October 1.91 January 2.27
November 1.98 - |February 2.56
December 2.36 > [March 2.57
§ [January 25 227 2 [April 20 2.53
= [February 20 2.56 ° [May 25 2.23
3 [March 20 2.57 June 20 2.21
Running Annual Average (RAA): 2.15 Running Annual Average (RAA): 2.22
Meets standard? V] Yes Meets standard? 4] Yes
(i.e. RAA < MRDL of 4.0 mg/L as Cl,) 7 No (i.e. RAA < MRDL of 4.0 mg/L as Cl,) ] No
3rd Quarter 4th Quarter
Monthly Ave. Monthly Ave.
Month gamPer O | Chiorine Level Month gmber o | chiorine Level
i (mg/L) i (mg/L)
s |October 1.91 January 2107
8 [November 1.98 February 2.56
& |December 2.36 March 2.57
January 2.27 April 2.53
February 2.56 < [May 2.23
March 2.57 > |June 2.21
3 |April 2.53 £ [July 2.13
& [May 2.23 “ [August 1.73
3 [June 2:21 September 2.38
July 20 2.13 October
August 25 1.73 November
September 20 2.33 December _
Running Annual Average (F-?AA): 2.23 ﬁunning Annual Average (RAA):
Meets standard? Yes Meets standard? [ ] Yes
(i.e. RAA < MRDL of 4.0 mg/L as Cl,) ] No (i.e. RAA < MRDL of 4.0 mg/L as Cl,) [] nNo
Comments:
AT
Signature: W Date: 10/9/2023

Mark Andersen, CTW&%@' Operations Manager




MONTHLY NITRIFICATION FIELD TEST LOG
CITY OF LOMITA, System No. 1910073 --- Month: SEPTEMBER, Year: 2023

#| Code Sample ID Location Sample Date Temp pH Total Ammaonia | Eree Ammonia Nitrite Zohe Comments
Units/Others —2 MM/DDSYYYY °r mg/l mg/L me/L
1| D 513-001 1912 W 259th P| 9/6/2023 23.5 7.98 0.51 0.08 0.035 2 MWD Only
2y D $13-002 26314 5 Monte Vista Ave 9/6/2023 22.6 8.07 0.47 0.08 0.043 3 [WMWD Only
il D 513-003 1948 W 252nd 5t 9/6/2023 23.5 7.81 0.40 0.13 0.075 1 MWD Only
4] D 513-004 24632 5 Moon Ave 9/6/2023 23.2 7.85 0.48 0.01 0.046 1 MWD Only
5| D 513-005 2500 PCH 9/6/2023 23.1 7.81 0.33 0.06 0,123 2 MWD Only
6] D 513-008 25417 Pennsylvania Ave 5/6/2023 24.5 7.63 0.37 0.06 0.079 1 |MWD Only
[ D A 2052 Dawn St 0/6/2023 23.8 7.81 0.48 0.09 0.033 1 |MWD Only
8l D WB8 9/6/2023 22.0 8.13 0.48 0.03 0.035 1 (MWD Only
il D 513-001 1912 W 258th Pl 9/12/2023 25.0 8.20 242 0.10 0.019 2 MWD Only
2| D 513.002 26314 S Monte Vista Ave 9/12/2023 23.8 8.17 2,57 0.08 0.015 3 MWD Only
al D 513-003 1948 W 252nd St 9/12/2023 24.8 8.08 2.48 0.07 0.021 1 MWD Only
4| D 513-004 24632 S Moon Ave 9/12/2023 24.0 7.62 2.41 0.05 0.048 1 |[MWD Only
5 D $13-005 2500 PCH 9/12/2023 24.6 7.75 1.94 0.06 0.079 2 MWD Only
6] D 513-008 25417 Pennsylvanta Ave 9/12/2023 25.4 7.82 - 1.95 0.08 0.072 1 |MWD Only
7l D A 2052 Dawn St 9/12/2023 24,1 7.99 2,49 0.06 0.018 1 MWD Cnly
3 D WB8 9/12/2023 22.0 8,24 2.10 0,12 0.044 1 MWD Only
1| D 513-001 1912 W 259th Pl 9/19/2023 24.8 8,10 0,53 0.08 0.020 2 MWD Only
21 D $13-D02 26314 S Monte Vista Ave 9/19/2023 239 3.12 0.43 0.08 0.016 3 |MWD Only
3] D 513-003 1948 W 252nd 5t 9/19/2023 24.3 8.10 052 0,08 0,017 1 MWD Only
4 D $13-004 24632 5 Meon Ave 5/19/2023 24.7 2.19 0.51 0,18 0.040 1 MWD Only
51 D 513-005 2500 PCH 9/18/2023 25.0 8.33 0.47 0.05 0.049 2 MWD Only
6] D $13-008 25417 Pennsylvania Ave 9/19/2023 25.7 821 0.45 0.05 0.048 1 MWD Only
7| D A 2052 Dawn St 9/19/2023 22.8 8.13 0,52 .04 0.028 1 MWD Only
8 D WBS 9/19/2023 22.6 8.09 0.50 0.05 0.017 1 MWD Only
1 D 513-001 1912 W 259th Pi 9/26/2023 24.2 8.25 0.51 0,02 0,007 2 MWD Only
21 D $13-002 26314 S Monte Vista Ave 9/25/2023 23.5 8.24 0.41 0.04 0.006 3 MWD Only
il b 513-003 1948 W 252nd St 9/26/2023 23.7 8.31 0.47 0.04 0.005 1 |MWD Only
4 D 513-004 24632 $ Moon Ave 9/26/2023 24.1 8.03 0.47 0.07 0.042 1 MWD Only
51 D 513-005 2500 PCH 9/26/2023 23.6 7.95 0.50 0.08 0.029 2 MWD Only
65 D S$13-008 25417 Pennsylvania Ave 9/26/2023 24,2 8.05 0.48 0.04 0.051 1 MWD Only
7| D A 2052 Dawn St 9/26/2023 24.0 8.25 0.48 0.05 0.039 1 MWD Only
8 D WB8 9/26/2023 234 8,27 .60 0.02 0.009 1 MWD Only
1l D 513-001 1912 W 259th Pl 2 |[MWD Only
21 D 513-002 26314 5 Monte Vista Ave 3 MWD Only
3 D 513-003 1948 W 252nd St 1 MWD Only
4 D 513-004 24632 5 Moon Ave 1 MWD Only
5 D 513-005 2500 PCH 2 [MwDOnly
6] D 513-008 25417 Pennsylvania Ave 1 |MWD Only
7| D A 2052 Dawn 5t 1 [MWD Only
sl D WBS i [MWD Only
1. Notes: Report Due to CDW by the 10th of the following month. This Report can be used for the routine weeldy monitoring (ene Report per month) as well as for dally
monitoring when there is actual and potential for nitrification (about four or five Reports per manth, in this case).
2. Coliform results are part of weelkly Bacti sampling results.
3. The City is monitoring trends of Nitrite In Zone 1, 2, and 3in accordance with the Nitrification Monitoring Plan.
4, Refer to 191073-City of Lomita-TCR Report for test results for total chlorine, free chloring, total coliform, E. Coli, HPC and Nitrate.
5, Attahced; fleld test log for Total Ammenia, Free Ammonig, and Nitrite.
6. Hach Pocket Colorimeter and Hach DR890 analyzers.
7. Date of last Calibration: ___Auto Calibrated___

3/25_ _, Nitrite - Nitriver3__ 1/27___, Free Ammonia - Monochlor F____4/24_ |, F.A. Chlorinating

Date,

10/9/2023

8. Date of reagent expiration: Total Ammonia - $alicyla 11/27 , Cyaniurate
Signature
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MONTHLY NITRIFICATION MONITORING SUMMARY REPORT

CITY OF LOMITA, System No. 1910073 --- Month: September, Year: 2023

#| Code | Sample iD Lecation Sample Date Temp pH Total Free Chlorine Total . Free Nitrite Nitrate Coliform?® HPC Zone Comments
Chlorine Ammeonia Ammonia

Units/Others —> MIM/DD/YYYY oC mg/L mg/L mg/L mg/fL mg/L mg/t P/A CFU/mi
1l D S13-001 [1912 W 259th Pl 8/6/2023 23.5 7.98 2.33 0.06 0,51 0.08 0.039 0.52 A 3 2 |MWD Only
2l D $13-002 |26314 5 Monie Vista Ave 9/6/2023 22.6 8.07 2.29 0.05 0.47 0.08 (0.043 041 A 9 3 MWD Cnly
31 D 513-003 [1948 W 252nd 5t 9/6/2023 23.5 7.81 1.72 0.04 0,40 0.13 0.075 ND A 2 1 MWD Only
4 O 513-004 24632 5 Moon Ave 9/6/2023 23.2 7.85 2.59 0.05 0.48 0.01 0.046 0.43 A 1 1 [MWD Only
51 D $13-005 |2500 PCH 9/6/2023 23,1 7.81 1.54 0.04 0.33 0.06 0.123 0.49 A 1 2 |MWD Only
6 D $13-008 |25417 Pennsylvania Ave 9/6/2023 24.5 7.63 2,07 0.06 .37 0.06 0.079 ND A 45 1 |MWD Only
71 D A 2052 Dawn St 9/6/2023 238 7.81 2.38 0.06 0.49 0.09 0.033 0.45 A 2 1 [MWD Only
g8 D WB8 9/6/2023 22.0 8.13 2.48 0.02 0.48 0.03 0.035 1 MWD Only
1| D $13-001 [1812 W 258th Pi 9/12/2023 25.0 8.20 2.42 0.07 2.42 0.10 0.019 ND A 1 2 [MWD Only
2l D $13-002 (26314 S Monte Vista Ave 9/12/2023 23.8 8.17 2.57 0.01 2.57 0.08 0.015 WD A 2 3 |MWD Only
3l D $13-003 (1948 W 252nd St 9/12/2023 24.8 8.08 248 0.04 2.48 .07 0.021 ND A 2 1 |MWD Only
4| D 5§13-004 (24632 S Moon Ave 9/12/2023 24.0 7.62 2.41 0.08 2.41 0.05 .048 0.40 A 1 1 MWD Only
51 D §13-005 |2500 PCH 8/12/2023 24.6 775 1.94 0.04 1,94 0.06 0.079 ND A ND 2 |MWD Only
6| D 513-008 (25417 Pennsylvania Ave 9/12/2023 25.4 7.82 1.95 0.05 1,95 0.08 0.072 ND A 28 1 MWD Only
il D A 2052 Dawn 5t 9/12/2023 24.1 7.99 2.49 0.04 2.49 0.06 0.018 0.43 A 4 1 MWD Only
8 D WB8 9/12/2023 22,0 8.24 2,10 0,04 2.10 0,12 0.044 1 MWD Only
T D §13-001 |1912 W 259th P| 9/19/2023 24.8 8.10 2.47 0.06 0.53 0.08 0.020 ND A ND 2 |MWD Only
2l D 513-002 [26314 5 Monte Vista Ave 9/15/2023 23.9 8.12 2.60 0.05 0.43 0.08 0.01& ND A ND 3 |MWD Qnly
3] D 513-003 [1948 W 252nd S5t 9/19/2023 24.3 8.10 2.57 0.06 0.52 0.08 0.017 ND A ND 1 IMWD Only
4 D 513-004 |24532 S Moon Ave 9/19/2023 24,7 8.19 2,04 0.06 0.51 .18 0.040 ND A ND 1 |MWD Only
5] D 513-005 |2500 PCH 9/19/2023 25.0 8,33 2.25 0.07 0.47 0.05 0.049 ND A 15 2 MWD Only
5| D 513008 |25417 Pennsylvania Ave 5/19/2023 25.7 8.21 2.34 0.06 0.45 0.05 0.048 NC A 10 1 [MWD Cnly
7l D A 2052 Dawn 5t 9/19/2023 22.8 8.13 2.57 0.04 0.52 0.04 0.028 0.43 A ND 1 |MWD Only
3l O WBE 9/19/2023 22,6 8.09 2.70 0.00 0.50 0.05 C.017 1 {MWD Only
1 D §13-001 |1912 W 255th PI 9/26/2023 24.2 8.25 2.60 0,02 0.51 0.02 0.007 ND A 13 2 |MWD Only
2| D 513-002 126314 5 Monte Vista Ave 9/26/2023 23.5 8.24 2.75 0.04 0.41 0.04 0.006 ND A ND 3 MWD Only
3] D | 513-003 |1548 W 252nd St 9/26/2023 23.7 8,31 2,74 0.04 0.47 0.04 0,005 ND A ND 1 [MWD Only
4 D 513-004 |24632 5§ Moon Ave 0/26/2023 24,1 8.03 2.30 0.07 047 0.07 0.042 ND A 2 1 (MWD Only
5( D 513-005 12500 PCH 9/26/2023 23.6 7.95 2.39 0.08 0.50 0.08 0.029 ND A MWD 2 |MWD Cnly
6] D 513-008 |25417 Pennsylvania Ave 9/26/2023 24.2 8.05 2.39 0.04 0.48 0.04 0.051 ND A 4 1 [MWD Only
7l D A 2052 Dawn St 9/26/2023 24.0 8.25 217 0.05 0.48 0.05 0.039 ND A 2 1 MWD Only
8 D WEB8 9/26/2023 234 8.27 2.78 0.02 0.60 0.02 0.009 1 |MWD Gnly
] D $13-001 1912 W 259th P 2 |MWD Only
2; Db §13-002 26314 % Monte Vista Ave 3 |MWD Only
3] b 513-003 (1948 W 252nd 5t 1 |MWD Only
il D 513-004 (24632 S Moon Ave 1 (MWD Only
5 D $13-005 |2500 PCH 2 |MWD Cnly
6] D 513-008 (25417 Pennsylvania Ave 1 [MWD Only
71 D A 2052 Dawn 5t 1 MWD Only
8] D WBE 1 |MWDOnly




APPENDIX A

LABORATORY RESULTS



Clinical Laboratory of San Bernardino, Inc.

15 September 2023 Clinical Lab No.: 2310350

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: Weekly Dist. Samples: 1st Week of September 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/06/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

I certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or

assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,

ot gty

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693  Fuax (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis
Sub Project: Weekly Dist. Samples: 1st Week of September 2023 Received:

Work Order:

09/06/23 15:20

2310350

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  (09/15/23
1912 W. 259th St. (S13-001 Zone: 2) 2310350-01 (Drinking Water) Sample Date:  09/06/23 7.40  Sampler:  O.B/LW.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

ClI Res Free (Field) Field 0.06 N/A mg/l 09/06/23 09/06/23 2336111

Cl Res Total (Field) Field 2.33 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 7.98 N/A pH Units 09/06/23 09/06/23 2336111

Temperature (Field) Field 23.5 N/A °C 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 N/A P/A 09/06/23 09/07/23 2337001

E. Coli SM 9223 N/A P/A 09/06/23 09/07/23 2337001

Plate Count SM9215B 3 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 0.52 0.40 10 mg/L 09/07/23 09/07/23 2336106
26314 Monte Vista (S13-002 Zone:3) 2310350-02 (Drinking Water) Sample Date:  09/06/23 7:55  Sampler:  O.B./I.W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.05 N/A mg/L 09/06/23 09/06/23 2336111

Cl Res Total (Fic]d} Field 2.29 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 8.07 N/A pH Units 09/06/23 09/06/23 2336111

Temperature (Field) Field 22.6 N/A °C 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 N/A P/A 09/06/23 09/07/23 2337001

E. Coli SM 9223 N/A P/A 09/06/23 09/07/23 2337001

Plate Count SM9215B 9 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Chemical Analyses

Nitrate as N (N03_N) EPA 300.0 0.41 0.40 10 mg/L 09/07/23 09/07/23 2336106

Page 2 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2310350

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 1st Week of September 2023 Received:  09/06/23 15:20

Lomita CA, 91717 Proje[;[ Manager; Mark Andersen RC])OFlEdI 09/15/23
1948 W. 252nd St. (S13-003 Zone: 1) 2310350-03 (Drinking Water) Sample Date:  09/06/23 7:25  Sampler: O.BJ/ILW.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.04 N/A mg/L 09/06/23 09/06/23 2336111

Cl Res Total (Field) Field 1.72 N/A mg/L 09/06/23 09/06/23 2336111

pli (Field) Field 7.81 N/A pH Units 09/06/23 09/06/23 2336111

Tﬂnpera[urc (Field) Field 23.5 N/A s 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/06/23 09/07/23 2337001

E. Coli SM 9223 A N/A PIA 09/06/23 09/07/23 2337001

Plate Count SM9215B 2 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/07/23 09/07/23 23361006
24632 S. Moon Ave. (813-004 Zone:1) 2310350-04 (Drinking Water) Sample Date:  09/06/23 7.05 Sampler:  O.B./LW.

Analyte Method Result Rep, Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Ficld) Field 0.05 N/A mg/L 09/06/23 09/06/23 2336111

Cl Res Total (Field) Field 2.59 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 7.85 N/A pH Units 09/06/23 09/06/23 2336111

Temperature (Field) Field 23.2 N/A °c 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Caliform SM 9223 A N/A P/A 09/06/23 09/07/23 2337001

E. Coli SM 9223 A N/A P/A 09/06/23 09/07/23 2337001

Plate Count SM9215B 1 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Physical Analyses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/06/23 09/06/23 2337048

Odor Threshold EPA 140.1-M 1 | 3 TON 09/06/23 09/06/23 2337048

Turbidity EPA 180.1 0.16 0.10 5 NTU 09/06/23 09/06/23 2337048
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 0.43 0.40 10 mg/L 09/07/23 09/07/23 2336106

Page 3 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis
Sub Project: Weekly Dist. Samples: 1st Week of September 2023 Received:

Work Order: 2310350

09/06/23 15:20

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/15/23
2500 PCH (S-13-005 Zone:2) 2310350-05 (Drinking Water) Sample Date:  09/06/23 6:40  Sampler: O.B./LW,

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.04 N/A mg/L 09/06/23 09/06/23 2336111

Cl Res Total (Field) Field 1.54 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 7.81 N/A pH Units 09/06/23 09/06/23 2336111

Temperature (Ficld) Field 23.1 N/A °C 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 A NIA PIA 09/06/23 09/07/23 2337001

L. Coli SM 9223 A N/A P/A 09/06/23 09/07/23 2337001

Plate Count SMO9215B 1 | 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Physical Analvses

Apparent Color SM 2120BM ND 30 15 Color Units 09/06/23 09/06/23 2337048

Odor Threshold EPA 140.1-M 1 1 3 TON 09/06/23 09/06/23 2337048

Turbidity EPA 180.1 .19 .10 5 NTU 09/06/23 09/06/23 2337048
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 0.49 0.40 10 mg/L 09/07/23 09/07/23 2336106
25417 Pennsylvania Ave (S13-008 Zone:1) 2310350-06 (Drinking Water) Sample Date:  09/06/23 6:50  Sampler: O.BJ/L.W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.06 N/A mg/L 09/06/23 09/06/23 2336111

CI Res Total (Field) Field 2.02 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 7.63 N/A pH Units 09/06/23 09/06/23 2336111

Temperature (Field) Field 24.5 N/A °C 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 N/A P/A 09/06/23 09/0723 2337001

E. Coli SM 9223 A N/A P/A 09/06/23 09/07/23 2337001

Plate Count SM9215B 45 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/07/23 09/07/23 2336106

Page d of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis
Sub Project: Weekly Dist. Samples: 1st Week of September 2023 Received:

Work Order: 2310350

09/06/23 15:20

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/15/23
2052 Dawn St (A Zone:1) 2310350-07 (Drinking Water) Sample Date: ~ 09/06/23 7:15  Sampler: O.B/ILW.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Fic[d) Field 0.06 N/A mg/L 09/06/23 09/06/23 2336111

Cl Res Total (Field) Field 2.38 N/A mg/L 09/06/23 09/06/23 2336111

pH (Field) Field 7.81 N/A pH Units 09/06/23 09/06/23 2330111

Temperature (Field) Field 23.8 N/A oC 09/06/23 09/06/23 2336111
Microbiology Analyses

Total Coliform SM 9223 A N/A P/IA 09/06/23 09/07/23 2337001

E. Coli SM 9223 A N/A PIA 09/06/23 09/07/23 2337001

Plate Count SM92158 2 1 500 CFU/ml 09/06/23 09/08/23 2337065 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 0.45 0,40 10 mg/L 09/07/23 09/07/23 2336106

HT-08 Analysis performed outside of recommended 8 hour hold time but within required 24 hour hold time.

ND Analyte NOT DETECTED at or above the reporting limit

Page 5 of 5
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Clinical Laboratory of San Bérnardino, inc.

71207

2T T3RRGO
EE o,
Chain of Custody

Client City of Lomita System Number Analysis Requested
Address 24373 Walnut Avenue S Comments:
Lomita, CA 91717 19 1 0073 2 An:’yzm . HACH, DRS00,
Phone # (31 0) 903-2243 Destination Luboratory g z alllbcicdﬁ::llloll;:;: :ucttr Calibratin
— = —autotaltbrating
Fax # IX| Clinieal Laboratory §' g’ DPD Reagent E Zxp.:
Project Standard Analysis - RWQCB Complianice i 8= 2. Total Chlorine - HACI, Pocket
. Weekly Distribution Sarmples: Ist week of o o g b1 Colorimeter.,
Sub Project September, 2023 vES o g ® g;;l;‘)bll;ation (:atc: /‘\]utn Calibrating
E eagent exp. date:
Comments 1088 7= 3. pil and Temperature - RACI,
Sampled by O.8./1.W. Z G114
. y T libration D te:
Date Time Sample Idenitification Matrix | Preserv | Type  |Bottle 2 Temp € pH LIlef:ne CJIT:::‘E a’ Calibration Date:
9/6/2023 | y17¢ 1912 W. 259th St. (S13-001 Zone: 2) DW | 1,7 | ID |\ 12381 798 £ef 1.5 27 | x X
" e );’J 26314 Monte Vista { S13-002 Zone;3) DwW | 1.7 1D 2 1Ak 071 0.5 | I3 7 | x X
o g 1948 W. 252nd St. (S13-003 Zone: 1) bw | 1,7 1D 3 1238 |\ 7.5 | 2. 6% |7 Y RE: x
nowm z:"/‘c:f 24632 8. Moon Ave, ( 513-004 Zone: 1) Dw | 1,7 D 4 £ 4 | T 5% Epl 12y z} X X
" ey 2500 PCH (S-13-005 Zoue: 2) DW | 1,7 | D S 1R3 /175 lpry | jew [« X
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Clinical Laboratory of San Bernardino, Inc.

21 September 2023 Clinical Lab No.: 2311079

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: Weekly Dist. Samples: 2nd Week of September 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/12/23 . Samples were received within temperature range, in correct containers and
preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

I certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or

assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,
PR —

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311079

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 2nd Week of September 2023 Received: 09/12/23 18:12

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/21/23
1912 W. 259th St. (S13-001 Zone: 2) 2311079-01 (Drinking Water) Sample Date:  09/12/23 7:55 Sampler: J. W./0.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch uvalifier

P

Field Analyses

C1 Res Free (Field) Field 0.07 N/A mg/L 09/12/23 09/12/23 2337145

Cl Res Total (Field) Field 242 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 8.2 N/A pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Ficld 25 N/A °C 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/IA 09/12/23 09/13/23 2337238

Plate Count SM9215B 1 1 500 CFU/mI 09/12/23 09/14/23 2338044 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 ND 0.40 10 mg/L 09/13/23 09/13/23 2337139
26314 Monte Vista (813-002 Zone:3) 2311079-02 (Drinking Water) Sample Date:  09/12/23 8:07  Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Preparcd Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Field) Field 0.01 N/A mg/L 09/12/23 09/12/23 2337145

CI Res Total (Field) Fieid 2.57 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 8.17 N/A pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Field 23.8 N/A °C 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

Plate Count SM9215B 2 I 500 CFU/ml 09/12/23 09/14/23 2338044  HT-0R
General Phvsical Analyses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/12/23 09/12/23 2338032

QOder Threshold EPA 140.1-M 1 1 3 TON 09/12/23 09/12/23 2338032

Turbidity EPA 180.1 0.18 0.10 5 NTU 09/12/23 09/12/23 2338032
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 ND 0.40 10 mg/L 09/13/23 09/13/23 2337139
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311079

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 2nd Week of September 2023 Received: 09/ 12/23 18:12

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/21/23
1948 W. 252nd St. (S13-003 Zone: 1) 2311079-03 (Drinking Water) Sample Date:  09/12/23 7:37 Sampler: J. W/OB.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Ficld Analyses

ClI Res Free (Field) Field 0.04 N/A mg/L 09/12/23 09/12/23 2337145

Cl Res Total (Field) Field 2.48 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 8.08 N/A pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Field 248 N/A °C 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

Plate Count SM9215B 2 1 500 CFU/ml 09/12/23 09/14/23 2338044 HT-08
General Physical Analvses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/12/23 09/12/23 2338032

Odor Threshold EPA 140.1-M 1 1 3 TON 09/12/23 09/12/23 2338032

Turbidity EPA 180.1 0.19 0.10 5 NTU 09/12/23 09/12/23 2338032
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 ND 0.40 10 mg/L 09/13/23 09/13/23 2337139
24632 8. Moon Ave. (S13-004 Zone:1) 2311079-04 (Drinking Water) Sample Date:  09/12/23 7:15  Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Ficld Analyses

CI Res Free (Field) Field 0.08 N/A mg/L 09/12/23 09/12/23 2337145

CI Res Total (Field) Field 241 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 7.62 N/A pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Field 24 N/A °C 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

Plate Count SM9215B 1 1 500 CFU/ml 09/12/23 09/14/23 2338044 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 0.40 0.40 10 mg/L 09/13/23 09/13/23 2337139
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311079
24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 2nd Week of September 2023 Received: 09/ 12/23 18:12
Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/21/23
2500 PCH (S-13-005 Zone:2) 2311079-05 (Drinking Water) Sample Date:  09/12/23 6:40  Sampler: 1. W./O.B.
Anelyma Method Result  Rep.Limit ~ MCL  Unis Prepared  Analyzed  Bach  Qualifier

Field Analyses

CI Res Free (Field) Field 0.04 N/A mg/L 09/12/23 09/12/23 2337145

CI Res Total (Field) Field 1.94 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 7.75 NIA pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Ficld 24.6 N/A e 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A PIA 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A PIA 09/12/23 09/13/23 2337238

Plate Count SM9215B ND 1 500 CFU/ml 09/12/23 09/14/23 2338044 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 ND 0.40 10 mg/L 09/13/23 09/13/23 2337139
25417 Pennsylvania Ave (S13-008 Zone:1) 2311079-06 (Drinking Water) Sample Date:  09/12/23 6:50  Sampler: J. W/ O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier

Field Analyses

Cl Res Free (Field) Field 0.05 N/A mg/L 09/12/23 09/12/23 2337145

CI Res Total (Field) Field 1.95 N/A mg/L 09/12/23 09/12/23 2337145

PH (Field) Field 7.82 N/A pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Field 254 N/A °C 09/12/23 09/12/23 2337145
Microbiglogy Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

Plate Count SM9215B 28 1 500 CFU/ml 09/12/23 09/14/23 2338044 HT-08
General Chemical Analvses

Nitrate as N (NO3-N) EPA 353.2 ND 0.40 10 mg/L 09/13/23 09/13/23 2337139
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Clinical Laboratory of San Bernardino, Inc. IFx

Lomita, City of Project: Standard Analysis ‘Work Order: 231079

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 2nd Week of September 2023 Received:  09/12/23 18:12

Lomita CA, 91717 Project Manager: Mark Anderscn Reported:  09/21/23
2052 Dawn St (A Zone:1) 2311079-07 (Drinking Water) Sample Date:  09/12/23 7:28 Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.04 N/A mg/L 09/12/23 09/12/23 2337145

Cl Res Total (Field) Field 2.49 N/A mg/L 09/12/23 09/12/23 2337145

pH (Field) Field 7.99 N/A  pH Units 09/12/23 09/12/23 2337145

Temperature (Field) Field 24.1 N/A °C 09/12/23 09/12/23 2337145
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

E. Coli SM 9223 A N/A P/A 09/12/23 09/13/23 2337238

Plate Count SM9215B 4 1 500 CFU/ml 09/12/23 09/14/23 2338044 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 353.2 0.43 0.40 10 mg/L 09/13/23 09/13/23 2337139

HT-08 Analysis performed outside of recommended & hour hold time but within required 24 hour hold time.

ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bernardino, inc. Chain of Custody

7 /2/>

75351019

Clieat City of Lomita System Number Analysis Requested
Address 24373 Walnut Avenue = Cemments:
“omita, CA 1717 110073 = ?nnﬂnyz?:r in HACH, DR$9
P ) rec orine - H N
- Des, L J
Phone # (310) 903-2243 Maaion Laboratory %; o Catibration Date:_Aute Calibrating
Fax # [X] Clinical Laboratory 218 DPD Reagent Exp.:
Project Standard Analysis RWQCE Complinnce ! f_ 3 12| |2 votal Chiorine - IlﬂA{‘H Packet
Weekly Distribution Samples: 2 nd week of . =] el Colorineter.,
Sub Project September, 2023 YES ofF |8 |Catibration date:_Auto Calibraging
- &y E DFD Reagent exp, dage:
Comments ]1@88 I = 3. pH andt Tempernture - HACH,
Sampled by JW./0.B. ~ 1Ot ’
. - = . e
Date Time Sample fdenitification Mateb | Preserv L Type  {Botthe #| Temp¢ | pit | ¥ree Clarine cz:rm:-e = Calibration Date: :
9/12/2023 |55, 1912 W. 259¢h St. (S13-001 Zone: 2) pW | 1,7 { 1D L [4%8 ] g_m .03 | 2.920% X '
" " |8l 26314 Monte Vista ( S13-003 Zone:3) DW | 1,7 | 1D 2 3L RGO 2.590% %
" HER 1948 W. 252nd St. (S13-003 Zone: I) PW i 1,7 | 1D 3 [2uky, L,(f, M HEX X
" " ??igﬁm 24632 8. Moon Ave. ( 813-004 Zone: 1) pw | 1,7 1 4 1240 C L& 9, 4t x X
" " e il 2500 PCH (S-13-005 Zone: 2) pw | 1,7 | 1oy 5 auLb [ ?ﬂ, QO By ]x x
" " e 20| 25417 Penusylvania Ave (S13-008 Zone: 1) | DW 1,7 i 6 12549 (3.8200.05 1 1.961x X
" " 1778, 2852 Dawn St (A Zone: 1) DW [ 1,7 1 10 7 1aMt 2 9400008 U299 X
Presevvatives: (1) Na,S0; ()OI (3) ANO3 (4 NI4T Matriv DW-Drinking Water, WA -Waste Water, SW-Storm Water, GW- Groud Watew, WoWell D- [ist,
(5) 1804 (6) Na2S0O3 ({7 Cold {8) Other: Lype- 1-Routine, 2-Repeat, 3-Replacement, 4-Special
Rellngpished By (Sign) Frint Name / Company Date / Tlmne ) 7 7 Received By (sign)
bg{/ / PR John Williams / City of Lomita 0/13/2623 / LYYy Q‘gf f P %&-ﬂf‘u Denny ChaparofCLSE
¢ 4 e Denny Chaparro / CLSB 712/2023 btq " A o
) ' P12 152 AP P

i o ,.‘i' / { HE=
Samples received: (>§0m ice Q(fﬂntact { )Cud)dy seals Temp 1 ()F (‘%C

Sitipped Via | i L1V Fed X | | Golden Stare | [ UPE | | Cliont | | Other _ , Page |_of 1

LA



Clinical Laboratory of San Bernardino, Inc.

25 September 2023 Clinical Lab No.: 2311208

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA91717

Project Name:  Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of September, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/12/23 . Samples were received within temperature range, in correct containers and
preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or

assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sg:::ﬁelljy;,a 7

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAF Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analy

Sub Project: TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

sis

Work Order:

Received:
Reported:

09/12/23 18:12
09/25/23

2311208

1912 W. 259th P1 2371208-01 (Drinking Water) Sample Date:  09/12/23 7:55  Sampler: 1. W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
CI Res Total (Field) Field 2.42 N/A mg/L 09/12/23 09/12/23 2337169
pH (Field) Field 8.2 N/A  pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 25 N/A °C 09/12/23 09/12/23 2337169
Trihalomethanes Analyses
Bromodichloromethane EPA 524.2 16.4 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoferm EPA 524.2 2.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chiloroform (Trichloromethane) EPA 5242 24.2 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromochloremethane EPA 524.2 13.0 I.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trihalomethanes (TTHM) EPA 524.2 56.4 1.0 80 ug/L 09/20/23 08/20/23 2338159
Surrogate: Bromofiuorobenzene EPA 524.2 79 % 09/20/23 09/20/23 2338159
Surrogate: I,2-Dichlorobenzene-dd EPA 524.2 82 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 552.2 10.5 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichloroacetic Acid EPA 552.2 7.6 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 21.0 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2,3-Dibromopropionie Acid EP4 5522 81 % 09/21/23 09/21/23 2338083
Page 2 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

Work Order:
Received: 09/

Reported:  09/25/23

2311208
12/23 18:12

1948 252nd St. 2311208-02 (Drinking Water) Sample Date:  09/12/23 7:37  Sampler: 1. W.
Analyte Method Result Rep. Limit MC'L Units Prepared Analyzed Batch Qualifier
Field Analyses
Cl Res Total (Field) Field 2.48 N/A mg/L 09/12/23 09/12/23 2337169
pH (Field) Field 8.08 N/A  pH Units 09/12/23 09/12/23 2337169
Temperature (Ficld) Fietd 24.8 N/A k! 09/12/23 09/12/23 2337169
Trihalomethanes Analyses
Bromodichloromethane EPA 524.2 15.9 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 524.2 2.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chloroform (Trichloromethane) EPA 5242 22.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromechloromethane EPA 524.2 12.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trihalomethanes (TTHM) EPA 524.2 54.0 1.0 80 ug/L 09/20/23 09/20/23 2338159
Surrogate: BromofTuorobenzene EP4 524.2 71 % 09/20/23 09/20/23 2338159
Surrogate: 1,2-Dichlorobenzene-d4 EPA4524.2 79 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 552.2 10.4 1] N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichloreacetic Acid EPA 5522 1.3 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 20.6 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2,3-Dibromopropionic Acid EP4 552.2 87 % 09/21/23 09/21/23 2338083

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

4

Lemita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

Work Order:

Received:  09/12/23 18:12
Repoited:  09/25/23

2311208

2450 W, 247th St. 2311208-03 (Drinking Water) Sample Date:  09/12/23 7:00 Sampler: I W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
CI Res Total (Field) Field 1.73 N/A mg/L 09/12/23 09/12/23 2337169
pH (Field) Field 7.95 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 25.7 N/A °C 09/12/23 09/12/23 2337169
Trihalomethanes Analyses
Bromodichloromethane EPA 524.2 13.3 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 524.2 2.3 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chloreform (Trichloromethane) EPA 524.2 18.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromochloromethane EPA 524.2 1.1 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trikalomethanes (TTHM) EPA 524.2 45.2 1.0 80 ug/L 09/20/23 09/20/23 2338159
Surrogate: Bromofluorobenzene EPA 524.2 74 % 09/20/23 09/20/23 2338159
Surrogate: 1,2-Dichlorobenzene-d4 EPA4524.2 83 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 5522 10.2 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 5522 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichloroacetic Acid EPA 552.2 6.0 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 191 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 88 % 09/21/23 09/21/23 2338083

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.
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Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

Work Order:
Received: 09/

Reported:  09/25/23

2311208
12/23 18:12

26255 Appian Way 2311208-04 (Drinking Water) Sample Date:  09/12/23 8:13  Sampler: J. W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
Cl Res Total (Field) Field 2.1 N/A mg/L 09/12/23 09/12/23 2337169
pH (Field) Field 8.24 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 22.7 N/A °C 09/12/23 09/12/23 2337169
Trihalomethanes Analvses
Bromodichloromethane EPA 524.2 17.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 5242 2.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chloroform (Trichloromethane) EPA 524.2 26.3 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromochloremethane EPA 524.2 13.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trihalomethanes (TT]-[NI) EPA 524.2 60.1 1.0 80 ug/L 09/20/23 09/20/23 2338159
Surrogate: Bromofluorobenzene EPA 524.2 76 % 09/20/23 09/20/23 2338159
Surrogate: 1,2-Dichlorobenzene-d4 FEPA 524.2 82 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 3.0 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 552.2 10.7 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 5522 ND 2.0 N/A ug/L 09/21/23 09/21/23 233R083
Trichloroacetic Acid EPA 552.2 8.8 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 225 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surragate: 2,3-Dibromopropionic Acid EP4 552.2 87 % 09/21/23 09/21/23 2338083
ND Analyte NOT DETECTED at or above the reporting limit
Page 5 of 5
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Clinical Laboratory of San Bernardino, Inc. Chain of Custody

23T 1208

Client City of Lomita System Number Analysis Requesten
Address 24373 Walnut Avenue
Lomita, CA 91717 11913 @@?3
Phone # (310) 903-2243 Destination Lehoratory
Fax # [X} Clinlcal Laboratory =
Project TTHM's / HAA's RWQICE Compliance =
. Lomire Distribution Monthy Compliaeuee YES -
Sub Project Samples, 2nd Week of Sepienher, 2023 ELAP # T .g
-
Coimments =
1088
Sampled by JW.
Bottle #|  Date ~ Time Sample Idenitification Mowix | Preseev | Tyge | g “:;:r’;:w Temp. Comments
1 9/12/2023 | ¥ {50um 1912 W, 259th PI {CA1910073_DST_801) DW |secbotte] 1D B 10 241 X
2 v "1 1 3%ewm 1948 252nd St, {CA1910073_DST_02) DW fsconotte) 4D [Hpp |2 U8l K| x ¢
3 | "1 T O] 24s0wa2arthse. [CA1910073_DST 803) DW Iseatotte] 1D |FAG|{, 3B 28.%F| x
4 (" "1 B e 36255 Apian Way (CA1910073_DST_800) DW |scebotte] 1D [R:7 240122 F| x
Prosorvatives: (1) Na,8,0; (2) HCI (3) HNO3 {4) NT4GI Whatrix: O¥Y-Drinking Water, Wil-Waste Wator, SW.Stomm Yater, G¥- Ground Water, W-Well D~ Dist.
{6) H2504 (8} MadS03 {7} Cold (8] Othor: . Type- 1-Routlne, 2-Repeat, J-Replacoment, 4-8pecial
Privt Mame / Company Date / Time Rg,ceiyglﬂy {sign) &g & 2
John Williams 4 City of Lomita §122023/ foredn D] s 2] € Lol o>
Eoan w( g ¢ 877 d Ad
LA A ! 7 T 77 iy [ ¥
. 1z ] _ iddog LG5 |

Samples received: (A On ice Jlntact () Cus ody seals Temp {

)F () C 25 e
Shipped Vig ' | FFed X | | Goldon State VIUPS | | Clent | | Other L Page 1 of 1




Clinical Laboratory of San Bernardino, Inc.

25 September 2023 Clinical Lab No.: 2311771

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: Weekly Dist. Samples: 3rd Week of September 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/19/23 . Samples were received within temperature range, in correct containers and
preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

I certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

ey—

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.
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Lomita, City of Project: Standard Analysis Work Order: 2311771

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 3rd Week of September 2023 Received:  09/19/23 16:42

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
1912 W. 259th St. (S13-001 Zone: 2) 2311771-01 (Drinking Water) Sample Date:  09/19/23 7:55  Sampler: 1. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analvses

Cl Res Free (F ield) Field 0.06 N/A mg/L 09/19/23 09/19/23 2338153

C1 Res Total (Field) Field 247 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Field 8.1 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Field 24.8 N/A oC 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

Plate Count SM9215B ND 1 500 CFU/ml 09/19/23 09/21/23 2338214 HT-08
General Physical Analyses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/19/23 09/19/23 2338160

Odor Threshold EPA 140.1-M 1 1 3 TON 09/19/23 09/19/23 2338160

Turbidity EPA 180.1 0.10 0.10 5 NTU 09/19/23 09/19/23 2338160
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137
26314 Monte Vista (S13-002 Zone:3) 2311771-02 (Drinking Water) Sample Date:  09/19/23 8:05  Sampler: J. W/O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Field) Field 0.05 N/A mg/L 09/19/23 09/19/23 2338153

CI Res Total (Field) Field 2.6 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Ficld 8.12 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Field 239 N/A °C 09/19/23 09/19/23 2338153
Microbiology Analvses

Total Coliform SM 9223 A N/A P/IA 09/19/23 09/20/23 2338170

E. Coli SM 9223 A NIA P/A 09/19/23 09/20/23 2338170

Plate Count SM9215B ND 1 500 CFU/ml 09/19/23 09/21/23 2338214 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137

Page 2 of 5
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Lormita, City of Project: Standard Analysis Work Order: 2311771

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 3rd Week of September 2023 Received:  09/19/23 16:42

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
1948 W. 252nd St. (S13-003 Zone: D 2311771-03 (Drinking Water) Sample Date:  09/19/23 7:40 Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

ClI Res Free (Field) Field 0.06 N/A mg/L 09/19/23 09/19/23 2338153

Cl Res Total (Field) Field 257 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Field 8.1 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Field 24.3 N/A °C 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A P/IA 09/19/23 09/20/23 2338170

Plate Count SM9215B ND 1 500 CFU/ml 09/19/23 09/21/23 2338214 HT-08
General Chemieal Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137
24632 S. Moon Ave. (S13-004 Zone: 1) 2311771-04 (Drinking Water) Sample Date:  09/19/23 7:05 Sampler: J. W,/ O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Ficld) Field 0.06 N/A mg/L 09/19/23 09/19/23 2338153

C1 Res Total (Field) Field 2.04 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Field 8.19 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Field 24.7 N/A °C 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A PA 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A PIA 09/19/23 09/20/23 2338170

Plate Count SM9215B ND 1 500 CFU/mi 09/19/23 09/21/23 2338214 HT-08
General Physical Analyses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/19/23 09/19/23 2338160

Odor Threshold EPA 140.1-M 1 1 3 TON 09/19/23 09/19/23 2338160

Turbidity EPA 180.1 ND 0.10 5 NTU 09/19/23 09/19/23 2338160
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137

Page 3 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of

24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis Work Order: 2311771
Sub Project: Weekly Dist, Samples: 3rd Week of September 2023 Received: 09/19/23 16:42
Project Manager: Mark Andersen Reported:  09/25/23

2500 PCH (S-13-005 Zone:2)

2311771-05 (Drinking Water) Sample Date:  09/19/23 6:38 Sampler: J. W/0.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 6.07 N/A mg/L 09/19/23 09/19/23 2338153

CI Res Total (Field) Field 225 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Field 833 N/A pH Units 09/19/23 09/19/23 2338153

Temperature {Field) Ficld 25 N/A oC 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

Plate Count SM9215B 19 1 500 CFU/mi 09/19/23 09/21/23 2338214 HT-08
General Chemieal Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137
15417 Pennsylvania Ave (S13-008 Zone:1) 2311771-06 (Drinking Water) Sample Date:  09/19/23 6:50 Sampler: I W/0.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier

P

Field Analyses

CI Res Free (Field) Field 0.06 N/A mg/L 09/19/23 09/19/23 2338153

CI Res Total (Field) Field 2.34 N/A mg/L 09/19/23 09/19/23 2338153

pH (Field) Field 8.21 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Field 257 N/A °C 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

Plate Count SM9215B 10 1 500 CFU/ml 09/19/23 09/21/23 2338214  HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/20/23 09/20/23 2338137

Page 4 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311771

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 3rd Week of September 2023 Received:  09/19/23 16:42

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
2052 Dawn St (A Zone:1) 2311771-07 (Drinking Water) Sample Date:  09/19/23 7:18  Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.04 N/A mg/L 09/19/23 09/19/23 2338153

CI Res Total {Field) Field 2.57 N/A mg/LL 09/19/23 09/19/23 2338153

PH (Field) Field 8.13 N/A pH Units 09/19/23 09/19/23 2338153

Temperature (Field) Ficld 22.8 N/A °C 09/19/23 09/19/23 2338153
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

E. Coli SM 9223 A N/A P/A 09/19/23 09/20/23 2338170

Plate Count SM9215B ND I 500 CFU/mi 09/19/23 09/21/23 2338214  HT-08
General Chemieal Analyses

Nitrate as N (NO3-N) EPA 300.0 0.43 0.40 10 mg/L 09/20/23 09/20/23 2338137

HT-08 Analysis performed outside of recommended 8 hour hold time but within required 24 hour hold time.

ND Analyte NOT DETECTED at or above the reporting limit

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Numiber 1088
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Clinical Laboratory of San Bernardino, inc. Chain of Cisto

25T 177)

Client City of Lomita Systems Number Analysis Requested
Address 24373 Walnut Avenue = Comments:
Lomita, CA 90717 191 6073 § Analyzers uged:

- o I. Free Chlorine - HACH, IPR89G.
Phone # (310) 903-2243 Dunln-alim: Laboretory g:. o Calibration Date:  Amto Calibrating
Fax # . 1Xf Clinical $Lhoratory g B DPI? Reageut Exp.:
Project Standurd Analysis RWQCE Complianes ’ 13 121 |2 Total Chilorine HACH, Pocket

Weekly Distribution Sawmples: 3rd week of \ M [ 3 Colorimeter.
Sub Project September, 2023 YES o1 | gal:[ilbgntion date: Aute Calibrating
A PI} Reagent exp, dnte:
Comments 1088 = 3. pH nnd Tentperature - HACH,
Sampled by J.W.LO.B. = Qi 1d
Date Time Sample ldenitification Mabix | Presers | Tyoe  [Botte #] TempC | i JEres Clorine c::T:;Le b Calibration Date: —
9/19/2023 155, 1912 W. 259¢h St. (S13-001 Zone: 2) oW 1,7 | b N ETT AN JOIDO6 1.2 /%l x5 ]
" VR (B 26314 Monte Vista { SI3.002 Zone:3) pw | 1,7 1D 2 12%:9 @, L D088 1262 [ X
" e 1948 W. 252nd St. (S13-003 Zoue: 1) oW | 1,7 | ID 3 1243180 0.0 257 |x X
" HETS 24632 S, Moon Ave. (S13-004 Zone: 1) DWl L7 | 1D |4 T26378. 41086 1204 Txl=1>
" " 1o 3B 2500 PCH (S-13-005 Zome: 2) PW | 1,7 | ID 5 5.0 8,33 07 [ 2.25 |« X
" "L e 25417 Pennsylvania Ave (513-008 Zone: 1 | ow | 1,7 m 6 [28.3F |& 1y m 2,34 T« X
" " 138 Berd 2052 Dawn St (A Zone: 1) DW { L7 | b 7_12AAR R i3 0048 13,857 [ X
Presecvatives: (1) Nu 8,0, (2) HCL (D HUNO3  (4) NHACH Matrix: DY -Drinking Water, WW-Waste Waler, SW.Storm Water, GW- Ground Water, W-Well 15 Dist,
(5) 12504 {6) Ns3803 {7) Cold (8) Other: Type- 1-Routine, 2-Repeat, 3-Replacement, 4-Specis)
rﬂeﬂgquiq_f;edﬁ;ﬂ&?gﬂ) Print Name / Company Date / Time PR Received By (sign)
e S L John Williams / City of Lomita WI%2023 ﬁ%;z @ﬂ%& J Denny Chaparro/C1LSB
W Denay Chaparve / CLSB yrv2e2s i 7 ; L
| T ] 7ZXTZ "
Samples received; (}ﬁﬁ)n fee (\}ﬁunmcnt { ) Cusm{!y seals Temp Zl ()F ( XC (4

Shipped Via | ] [ 1 1 Fed X 1 | Golden Stare | JUPS | | Cliew | | Othrer Page 1_of I




Clinical Laboratory of San Bernardino, Inc.

03 October 2023 Clinical Lab No.: 2312385

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: Weekly Dist. Samples: 4th Week of September 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/26/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.
Sincerely,
pomill feceln”

Jeanette Hernandez

Project Manager

Post Offfice Box 329 San Bernardino, CA 92402 (909) 825-7693 Fux (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project Manager: Mark Andersen

Project: Standard Analysis
Sub Project: Weekly Dist. Samples: 4th Week of September 2023 Received:
Reported:  10/03/23

Work Order:

09/26/23 16:05

2312385

1912 W. 259¢th St. (S13-001 Zone: 2)

2312385-01 (Drinking Water)

Sample Date:

09/26/23  7:50 Sampler: ], W./0O.B.

liualyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Field) Field 0.06 N/A mg/L 09/26/23 09/26/23 2339141

CI Res Total (Field) Field 2.6 N/A mg/L 09/26/23 00/26/23 2339141

pH (Field) Field 8.25 N/A pH Units 09/26/23 09/26/23 2339141

Temperature (Field) Field 24.2 N/A °C 09/26/23 09/26/23 2339141
Microbiology Analyses

Total Coliform SM 9223 N/A P/A 09/26/23 09/27/23 2340009

E. Coli SM 9223 A N/A PrA 09/26/23 09/27/23 2340009

Plate Count SM9215B 13 1 500 CFU/ml 09/26/23 09/28/23 2340025 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/26/23 09/26/23 2339078
26314 Monte Vista (S13-002 Zone:3) 2312385-02 (Drinking Water) Sample Date:  09/26/23 §:00 Sampler: ] W/0.B.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.05 N/A mg/L 09/26/23 09/26/23 2339141

CI Res Total (Field) Field 2.75 N/A mg/L 09/26/23 09/26/23 2339141

pH (Field) Field 8.24 N/A pH Units 09/26/23 09/26/23 2339141

Tcmpl:rzlture (Field) Field 23.5 N/A °oC 09/26/23 09/26/23 2339141
Microbiology Analyses

Total Coliform SM 9223 N/A P/IA 09/26/23 09/27/23 2340009

E. Coli SM 9223 N/A P/A 09/26/23 09/27/23 2340009

Plate Count SM92158B ND 1 500 CFU/ml 09/26/23 09/28/23 2340025 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/26/23 09/26/23 2339078

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fuax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis
Sub Project: Weekly Dist. Samples: 4th Week of September 2023 Received:

Work Order;

2312385
09/26/23 16:05

Lomita CA, 91717 Pro‘}'ect Manﬂgcr: Mark Andersen RE]’!OI’{Cd: 10/03/23
1948 W. 252nd St. (§13-003 Zone: 1) 2312385-03 (Drinking Water) Sample Date:  09/26/23 7:36 Sampler: J. W./O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Iield Analyses

Cl Res Free (Field) Field 0.05 N/A mg/L 09/26/23 09/26/23 2339141

CI Res Total (Field) Field 2.74 N/A mg/L 09/26/23 09/26/23 2339141

pH (Field) Field 8.31 N/A pH Units 09/26/23 09/26/23 2339141

Temperature (Field) Field 23.7 N/A 5 09/26/23 09/26/23 2339141
Microbiologv Analyses

Total Coliform SM 9223 A N/A PIA 09/26/23 09/27/23 2340009

L. Coli SM 9223 A N/A PIA 09/26/23 09/27/23 2340009

Plate Count SM9215B ND I 500 CFU/nl 09/26/23 09/28/23 2340025 HT-08
General Physical Analvses

Apparent Color SM 2120BM ND 3.0 15 Color Units 09/26/23 09/26/23 2340007

Odor Threshold EPA 140.1-M 1 1 3 TON 09/26/23 09/26/23 2340007

Turbidity EPA 180.1 ND 0.10 5 NTU 09/26/23 09/26/23 2340007
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/26/23 09/26/23 2339078
24632 S. Moon Ave. (S13-004 Zone:1) 2312385-04 (Drinking Water) Sample Date:  09/26/23 7:12 Sampler: 1. W/OB.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Balch Qualifier
Field Analyses

Cl Res Free (Field) Field 0.05 N/A mg/L 09/26/23 09/26/23 2339141

CI Res Total (Field) Field 2.3 N/A mg/L 09/26/23 09/26/23 2339141

pH (Field) Field 8.03 N/A pH Units 09/26/23 09/26/23 2339141

Temperature (Field) Field 24.1 N/A oC 09/26/23 09/26/23 2339141
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/26/23 09/27/23 2340009

L. Coli SM 9223 A N/A P/A 09/26/23 09/27/23 2340009

Plate Count SM92158B 2 | 500 CFU/ml 09/26/23 09/28/23 2340025 HT-08
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L. 09/26/23 09/26/23 2339078

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fuax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2312385

24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 4th Week of September 2023 Received:  09/26/23 16:05

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  10/03/23
2500 PCH (S-13-005 Zone:2) 2312385-05 (Drinking Water) Sample Date:  09/26/23 6:48  Sampler: J. W/O.B.

Analyte Method Result Rep. Limit MCL Unils Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Free (Field) Field 0.07 N/A mg/L 09/26/23 09/26/23 2339141

CI Res Total (Field) Field 2.39 N/A mg/L 09/26/23 09/26/23 2339141

pll (Field) Field 7.95 N/A pH Units 09/26/23 09/26/23 2339141

Temperature (Field) Field 23.6 N/A op 09/26/23 09/26/23 2339141
Microbiology Analyses

Total Coliform SM 9223 N/A PIA 09/26/23 09/27/23 2340009

E. Coli SM 9223 A N/A P/A 09/26/23 09/27/23 2340009

Plate Count SM9215B ND 1 500 CFU/mI 09/26/23 09/28/23 2340025 HT-08

Apparent Color SM 2120BM ND 30 15 Color Units 09/26/23 09/26/23 2340007

Odor Threshold EPA 140.1-M 1 i 3 TON 09/26/23 09/26/23 2340007

Turbidity EPA 180.1 0.15 0.10 5 NTU 09/26/23 09/26/23 2340007
General Chemical Analyses

Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/26/23 09/26/23 2339078
25417 Pennsylvania Ave (S13-008 Zone:1) 2312385-06 (Drinking Water) Sample Date:  09/26/23 7.00 Sampler: . W/ O.B.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

CI Res Free (Field) Field 0.06 N/A mg/L 09/26/23 09/26/23 2339141

Cl Res Total (Ficl(l) Field 2,39 N/A mg/L 09/26/23 09/26/23 2339141

pH (Field) Field 8.05 N/A pH Units 09/26/23 09/26/23 2339141

Temperature (Ficld) Field 24.2 N/A °C 09/26/23 09/26/23 2339141
Microbiology Analyses

Total Coliform SM 9223 A N/A P/A 09/26/23 09/27/23 2340009

E. Coli SM 9223 A N/A P/A 09/26/23 09/27/23 2340009

Plate Count SM9215B 4 1 500 CFU/mI 09/26/23 09/28/23 2340025 HT-08
General Chemical Analyses

Nitrate as N (NOS-N) EPA 300.0 ND 0.40 10 mg/L 09/27/23 09/27/23 2339078

Post Office Box 329
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2312385
24373 Walnut Avenue Sub Project: Weekly Dist. Samples: 4th Week of September 2023 Received:  09/26/23 16:05
Lomita CA, 91717 Pro_icc[ Manager; Mark Andersen RCPDI‘lGdZ 10/03/23
2052 Dawn St (A Zone:1) 2312385-07 (Drinking Water) Sample Date:  09/26/23 7:25  Sampler: 1. W./O.B.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
CI Res Free (Field) Field 0.07 N/A mg/L 09/26/23 09/26/23 2339141
CI Res Total (Field) Field 217 N/A mg/L 09/26/23 09/26/23 2339141
pll (Field) Field 8.25 N/A pH Units 09/26/23 09/26/23 2339141
Temperature (Field) Field 24 N/A o 09/26/23 09/26/23 2339141
General Chemical Analyses
Nitrate as N (NO3-N) EPA 300.0 ND 0.40 10 mg/L 09/27/23 09/27/23 2339078
HT-08 Analysis performed outside of recommended 8 hour hold time but within required 24 hour hold time.
ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bernardino, Inc. Chain of Custody

Z3T 7385

Client City of Lomita Bystem Number Analysis Requested
Address 24373 Walnut Avenue = Camments:
Lomita, CA 91717 19 10073 g; Analyzers used:
Ph 4 R Treetinr? e} L. ¥ree Chlorine - HACH, DREM.
one (310) 903-2243 '“S’f"_"’:"’" Laboratory g—: o Calibration Date:  Awto Calibrating
Fax # [X] Clinicad Laboratory g g DPD Reagent Exp.;
Project Standard Analysis RWOCE Complinnce i 2 12l |2, Total Chiorine - BACIE, Pocket
e Heekly Distribution Samples: 4th week af , =g {3 Calorimeter.
Sub Project September, 2023 YES oIS |8 | |Calibration date:_Aute Calibrating
Comments = g DIrp Reag'e-nt exp. date;
1088 = 3. pH and Temperature - ILACH,
Sampled by L W./0.8. f: Ho1Id
I T librufi "
Date Time ) Sample Idenitification Matrix | Preserv [ Type  |Bottle #] TempC pH Free Clorine C;f;?i::c FE Calibration Date:
9/26/2023 | 1.504m 1962 W. 255th St. (S13-001 Zone: 2) DW | 1,7 | 1D L2 Ras | Q06| 2o ]ls X
" " |00 26314 Monte Vista ( S13-002 Zone:3) DW | 1,7 | ID 2_P3518 IO 2 200« X
" " A 1948 W. 2520d St. (S13-003 Zone: 1) DW | 1,7 )] 3 JaAY N O.05 2. 74 x| x| x
" "1 g 24632 S. Moon Ave, ( $i3-004 Zone: 1) bw | 1,7 1D 4 1Zia Q ! g.¢5 2 3o x X
" " e 2500 PCH (S-13-005 Zone: 2) DW | 1,7 | D S 1220 1.95/0.CF| 239 [x] x| x
" " [ Oher] 25417 Pennsylvania Ave (S13-008 Zone: 1) | DW 1,7 n 6 4l =2J5[C.00 239 1y X
" " 15 2 2052 Dawn St (A Zone: 1) pw | 1,7 | 1D 7 124618205 100F 9 /2 [ X
Preservatives: (1) Nay8, 04 (2) HCT (3) HNQS (4} NH4CI Matrix: DW-Drinking Water, WW-Waste Water, SW-Storm Waier, GW. Ground Water, W-Well D- Dist,
(5} H2804 (6) Na2803 (7) Cold (8) Other: Type- 1-Routine, 2-Repeat, J- Ih'pi:uﬂm'm 4-Speeial
Relinquisped By (Sign) Print Name / Comparny Daie / Time ,  Recelved By {sign)
ﬂ s John Williams / City of Lomita 9/26/2023 e W %@4‘/ / Denny Chaparro/CLSB
Denny Chaparro / CLSB 9/26/2023 S
- C)//rl// Cé//,f/( [3 (1
Samples received: ){0 i Int t Is T
pq ( nice ( niact ( )Cusodyses emp Z,'Z()F (XC /,
Shipped Via | | f | | Fed X | | Golden State | | UPS | | Client [l Other_ CL574A
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Clinical Laboratory of San Bernardino, Inc.

04 October 2023 Clinical LL.ab No.: 2312718

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: Weekly Distribution Samples 4th Week of Sep 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/27/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,
6

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 FELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2312718
24373 Walnut Avenue Sub Project: Weekly Distribution Samples 4th Week of Sep 2023 Received:  09/27/23 17:40
Lomita CA, 91717 Project Manager: Mark Andersen Reported:  10/04/23
2052 Dawn St (A Zone ;1 ) 2312718-01 (Water) Sample Date:  09/27/23 11:40 Sampler: J. W./O.B.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
CI Res Free (Field) Field 0.06 N/A mg/L 09/27/23 09/27/23 2339141
Cl Res Total (Field) Field 2.11 N/A mg/L 09/27/23 09/27/23 2339141
pH (Field) Field 8 N/A pH Units 09/27/23 09/27/23 2339141
Temperature (Field) Ficld 245 N/A °C 09/27/23 09/27/23 2339141
Microbiology Analyses
Total Coliform SM 9223 A N/A P/A 09/27/23 09/28/23 2340001
E. Coli SM 9223 A N/A P/IA 09/27/23 09/28/23 2340001
Plate Count SM9215B 2 1 500 CFU/ml 09/27/23 09/25/23 2340067
ND Analyte NOT DETECTED at or above the reporting limit
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Clinicaf Laboratory of San Bernardino, inc.

'l

Chain of Custody

.- 2ol HE
Ciient Lity of Lomita System Number Analysis Requested
Adderess 24373 Walnut Avenue s _ ~ Cerments:
. o
Lomita, CA 91717 1916073 E Amalyzers used:
Yy ; |} 1. Free Chlorine - HACH, DR890,
FPhone # (310) 903-2243 Destination Leborutory = Calibration Bate:__Autg Calibrating
Fnx & 1X| Chnical‘LnbnTtor{“ é oPD Reagont Exp.:
Project. Standord Analysis RWQCH Complianse g 2. Total Chlorine - BACH, Pocket
Weekly Distribusion Samples: 42l week of m Colerimeter,
Subs Project September, 2023 YES o Calitvation date:_Awuto Calibrating
= DPD Reagent exp. date:
Comuments 1088 v 3. pH and Tempernture - HACH,
Sempled by - LW./0.B, > HQutd
Bate Time - Bample ldenitification Matris | Presery | Type  {Bottle #| TemwC | oH |ireee Closine C;ﬂ:::;e b Calibration Date:
9/27/2023 1 v:uf) 2052 Dawn St (A Zowe: 1) Dw | 1,7 | D 1 1A4.5! 8801660 2l |x
L
<
Preservatlves: (1) N, 8,0, 2) HCl (QYHNOF  (4) NH4C1 Matrix: DW-Drinking Wm.r, WW-Wastc Wader, SW-Storm Water, GW- Ground Water, W-Well - Dist,
(5) H2804 (6) Na803 {1 Cold (8) Other: . _ Type- -anlne. Z-Repmt, S-Replsmmml, 4-8pecial
ung:gg!zed E}y (Sign) ... Print Name/ Conipany: Date / Time Sy Receiged By (sign)
gl i el ‘ dohn Williams / City of Lomits 92712023 { 4 ‘
/ CLSB 927/2003 ! 7 | A
Ay ﬁ Ll@ “ IA ‘ T s
( Samples féeeivetﬂ. M M ) Imtact () Custody seals Temp "7 * l ()F }(C
Shipped Via | [ U1 Fedbx  [|UPS []cish [ |Client [ | Other Page I of |




Clinical Laboratory of San Bernardino, Inc.

24 July 2023 Clinical Lab No.: 23G1049

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of July, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
07/11/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,

ot Yy

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 ¢ 909) 825-7693 Fux (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of July, 2023

Project Manager: Mark Andersen

Work Order:
Received: 07/

Reported:  07/24/23

23G 1049
11/23 19:30

1912 W. 259th Il 23G1049-01 (Water) Sample Date:  07/11/23  8:20 Sampler: I W
Analyte Methed Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
Cl Res Total (Field) Field 216 N/A mg/L 07/11/23 07/11/23 2328077
pH (Field) Field 7.93 N/A pH Units 07/11/23 07/11/23 2328077
Temperature (Field) Field 19.9 N/A oC 07/11/23 07/11/23 2328077
Tribalomethanes Analyses
Bromodichloromethane EPA 524.2 8.1 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Bromoform EPA 5242 4.9 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Chloroform (Trichloromethanc) EPA 524.2 10.9 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Dibromochloromethane EPA 524.2 8.4 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Total Trihalomethanes (TTHM) EPA 5242 323 1.0 80 ug/L 07/17/23 07/18/23 2329049
Surrogate: Bromofluorobenzene FPA 524.2 99 % 07/17/23 07/18/23 2329049
Surregate: 1,2-Dichiorobenzene-d4 P4 524.2 81 %% 07/17/23 07/18/23 2329049
Haloacetic Acids Analyses
Dibromeoacetic Acid EPA 552.2 3.1 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Dichloroacetic Acid EPA 552.2 5.9 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 07/15/23 07/17/23 2328200
Trichloroacetic Acid EPA 552.2 2.7 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Total Haloacetic Acids (HAAS) EPA 552.2 11.7 1.0 60 ug/L 07/15/23 07/17/23 2328200
Surrogaie: 2,3-Dibromopropionic Acid 174 552.2 13 % 07/15/23 07/17/23 2328200
Page 2 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of July, 2023

Project Manager: Mark Andersen

Work Order:
Received: 07/

Reported:  07/24/23

23G1049
11/23 19:30

1948 252nd St. 23G1049-02 (Water) Sample Date:  07/11/23 8:35 Sampler: ] W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Balch Qualifier
Field Analyses
Cl Res Total (Field) Field 1.84 N/A mg/L 07/11/23 07/11/23 2328077
pH (Field) Field 7.84 N/A pH Units 07/11/23 07/11/23 2328077
Temperature (Field) Field 21.8 N/A o 07/11/23 07/11/23 2328077
Trihalomethanes Analyses
Bromoedichloromethane EPA 524.2 11.2 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Bromoform EPA 524.2 3.5 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Chloroform (Trichloromethane) EPA 524.2 18.9 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Dibromochloromethane EPA 524.2 8.1 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Total Trihalomethanes (TTHM) EPA 524.2 41,7 1.0 80 ug/L 07/17/23 07/18/23 2329049
Surrogaie: Bromafiuorobenzene EPA 524.2 95 % 07/17/23 07/18/23 2329049
Surrogate: I,2-Dichlorobernzene-d+4 EPA 524.2 83 % 07/17/23 07/18:23 2329049
IHaloacetic Acids Analyses
Dibremoacetic Acid EPA 552.2 23 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Dichloroacetic Acid EPA 552.2 8.5 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Monaobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L. 07/15/23 07/17/23 2328200
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 07/15/23 07/17/23 2328200
Trichloroacetic Acid EPA 552.2 4.6 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Total Haloacetic Acids (HAAS5) EPA 552.2 15.4 Lo 60 ug/L, 07/15/23 0717123 2328200
Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 102 % 07/15/23 0717723 2328200
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order:  23G1049
24373 Walnut Avenue [Sub Project: TTHM/HAA, 2nd Week of July, 2023 Received:  07/11/23 19:30
Lomita CA, 91717 Project Manager: Mark Andersen Reported:  07/24/23
2450 W. 247th St. 23G1049-03 (Water) Sample Date:  07/11/23  7.00 Sampler: ] W.
Elﬂlym Method Result Rep. Limit MCL Units Prepared Analyzed Balch Qualifier
Field Analyses
CI Res Total (Field) Field 1.76 N/A mg/L 07/11/23 07/11/23 2328077
pH (Field) Field 7.75 N/A pH Units 07/11/23 07/11/23 2328077
Temperature (Field) Field 23.4 | N/A oC 07/11/23 07/11/23 2328077
Trihalomethanes Analyses
Bromodichloromethane EPA 524.2 10.4 | 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Bromoform EPA 524.2 3.1 1.0 N/A ug/L. 07/17/23 07/18/23 2329049
Chloroform (Trichloromethane) EPA 524.2 16.4 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Dibromochloremethane EPA 524.2 8.2 1.0 N/A ug/L 07/17/23 07/18/23 2329049
Total Trihalomethanes (TTHM) EPA 524.2 38.1 1.0 80 ug/L 07/17/23 07/18/23 2329049
Surrogaie: Bromoffuorobenzene EPA 524.2 104 % 07/17/23 07/18/23 2329049
Surrogare: 1,2-Dichlorobenzene-d4 EPA 524.2 79 % 07/17/23 07/18/23 2329049
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 2.6 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Dichloroacetic Acid EPA 552.2 7.4 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 07/15/23 07/17/23 2328200
Trichloroacetic Acid EPA 552.2 3.8 1.0 N/A ug/L 07/15/23 07/17/23 2328200
Total Haloacetic Acids (ITAAS5) EPA 5522 13.8 1.0 60 ug/L 07/15/23 07/17/23 2328200
Surrogate: 2,3-Dibromopropionic Acid LiP4 552.2 4% 07/15/23 07/17/23 2328200
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 23G1049

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of July, 2023 Received:  07/11/23 19:30

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  07/24/23
26255 Appian Way 23G1049-04 (Water) Sample Date:  07/11/23 7:50  Sampler: I W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
[ield Analyses

Cl Res Total (Field) Field 2.54 N/A mg/L 07/11/23 07/11/23 2328077

pH (Field) Field 775 N/A pH Units 07/11/23 07/11/23 2328077

Temperature (Field) Field 19.6 N/A oC 07/11/23 07/11/23 2328077
Trihalomethanes Analyses

Bromodichloromethane EPA 524.2 10.9 1.0 N/A ug/L 07/17/23 07/18/23 2329049

Bromoform EPA 524.2 2.0 1.0 N/A ug/L 07/17/23 07/18/23 2329049

Chloroform (Trichloromethane) EPA 524.2 14.5 1.0 N/A ug/L 07117123 07/18/23 2329049

Dibromochloromethane EPA 524.2 8.5 1.0 N/A ug/L 07/17/23 07/18/23 2329049

Total Trihalomethanes (TTHM) EPA 524.2 359 1.0 80 ug/L 0117123 07/18/23 2329049

Surrogate: Bromofiuorobenzene EFPA 524.2 104 % 07/17/23 07/18/23 2329049

Surrogate: 1,2-Dichlorobenzene-d-4 L£PA 524.2 81 % 07/17/23 0771823 2329049
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 1.6 1.0 N/A ug/L 07/15/23 07/17/23 2328200

Dichloroacetic Acid EPA 5522 7.3 1.0 N/A ug/L 07/15/23 07/17/23 2328200

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 07/15/23 07/17/23 2328200

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 07/15/23 07/17/23 2328200

Trichloroacetic Acid EPA 552.2 3.2 1.0 N/A ug/L 07/15/23 07/17/23 2328200

Total Haloacetic Acids (HAAS) EPA 552.2 12.1 1.0 60 ug/L 07/15/23 07/17/23 2328200

Swurrogate: 2,3-Dibromopropionic Acid LPA 552.2 105 % 07/15/23 07/17/23 2328200

ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bernardino, Inc. Chain of CUstoéy
23 njo
Client City of Lomita System Number Analysis Requested |
Address 24373 Walnut Avenue
- Lomita, CA 91717 1910073
Phone # (310) 903-2243 Destination Laboratory
Fax # [X] Clinical Lahoratory -
Project TTHM's / HAA's RWQCE Compliance =
i Lomita Distribution Monthy Compliance YES E
i Samples, 2nd Week of July, 2023 ELAP <
Comments g
1088
Sampled by JW.
Date Time Sample Idenitification Matrix | Prosery Type pH C;‘;‘ﬂ“; e | Temp. Comments
7/11/2023 L L0 1312 W. 259th PI (CA1310073_DST_801) DW |seebotte| 1D | 24 3% J// /957 X
ke R
non 2l Sy 1948 252nd 5t. (CA1910073_DST 802) DW |seevome| 1D | Z &Y |/ g% A/ §7| X
mow PP e 2450 W.247th St. (CA1910073_DST 803) DW |seebare| 1D | 77|/ 9/ |23 4 | x
" m &L O 26255 Appian Way (CA1910073_DST_800) DW |seebotie| 1D |,/ 7‘8/.25 Ll X
Preservatives: (1) Na,$,0, (2) HCI (3) HNO3  (4) NH4CI Matrix: DW-Drinking Water, WW-Waste Water, SW-Storm Water, GW- Ground Water, W-Well D- Dist.
(5) H2504 {6) Na2503 (7) Coid (8) Other: Type- 1-Routine, 2-Repeat, 3-Replacement, 4-Special
Relinguished By (Sign) Print Name / Company , _ Date/Time 3 Received By (sign)
Lafe 4 Ll John Williams /  City of Lomita TR0 N S D7 LTy
/ Ll 37 ) T n A/
&7 7 7 = s
7 - .~ - =
Comments:

Samples received: ( ) Op.is act iStody seals Temp
/D 3 Y

T 5% ) (He s
Shipped Via } | | Fed X [X]CLSB | |UPS | 1Client | | Other Page_]_ of 1

SRS, |




Clinical Laboratory of San Bernardino, Inc.

23 August 2023 Clinical Lab No.: 23H1170

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of August, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
08/08/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

I certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,

e i

Jeénette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fux (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of

Project: Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of August, 2023

Work Order:

Received:  08/08/23 14:03

23H1170

24373 Walnut Avenue

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  08/23/23
1912 W. 259th PI 23H1170-01 (Water) Sample Date:  08/08/23 8:12  Sampler: 1. W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

ClI Res Total (Field) Field 1.55 N/A mg/L 08/08/23 08/08/23 2332065

pH (Field) Field 741 N/A pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 24.8 N/A °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses

Bromodichloromethane EPA 5242 14.1 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 1.9 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichloromethane) EPA 5242 18.1 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 524.2 9.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (TTHM) EPA 524.2 43.8 1.0 80 ug/L 08/16/23 08/19/23 2333141

Surrogate: BromofTuorobenzene LEPA 524.2 929% 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-d4 P4 524.2 102 % 08/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 2.1 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 5522 10.7 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 5522 ND L0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 5522 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloreacetic Acid EPA 5522 5.5 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 552.2 18.3 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surragate: 2,3-Dibromopropionic Acid EP4 5522 926 % 08/14/23 08/14/23 2333002
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order:  23H1170

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of August, 2023 Received:  08/08/23 14:03

Lomita CA, 91717 Project Manager: Mark Andersen Reported: ~ 08/23/23
1948 252nd St. 23H1170-02 (Water) Sample Date:  08/08/23 8:00 Sampler: ] W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl1 Res Total (Field) Field 1.58 N/A mg/L 08/08/23 08/08/23 2332065

pH (Field) Field 7.47 N/A pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 24.3 N/A o °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses

Bromodichloromethane EPA 5242 12.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 1.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichloromethane) EPA 524.2 15.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 524.2 9.0 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trikalomethanes (TTHM) EPA 524.2 39.1 10 80 ug/L 08/16/23 0819223 2333141

Swrrogate: Bromafluorobenzene EPA 524.2 925 9% 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-d4 EPA 524.2 105 % 08/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 5522 2.0 .10 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 552.2 9.8 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 552.2 5.0 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Ialoacetic Acids (IHLAAS) EPA 552.2 16.8 1.0 60 up/L 08/14/23 08/14/23 2333002

Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 949 % 08/14/23 08/14/23 2333002
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of August, 2023

‘Work Order:

Received:  08/08/23 14:03
Reported:  08/23/23

23H1170

Lomita CA, 91717 Project Manager: Mark Andersen
2450 W. 247th St. 23H1170-03 (Water) Sample Date: ~ 08/08/23 7:20  Sampler: . W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
C1 Res Total (Field) Field 1.03 NIA me/L 08/08/23 08/08/23 2332065
pH (Field) Field 7.38 NIA pH Units 08/08/23 08/08/23 2332065
Temperature (Field) Field 25.7 N/A °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses
Bromodichloromethane EPA 524.2 11.1 1.0 N/A ug/L 08/16/23 08/19/23 2333141
Bromoform EPA 524.2 7.1 10 N/A ug/L 08/16/23 08/19/23 2333141
Chloroform (Trichloromethane) EPA 5242 13.7 1.0 N/A up/L 08/16/23 08/19/23 2333141
Dibromochloromethane EPA 524.2 3.8 1.0 N/A ug/L 08/16/23 08/19/23 2333141
Total Trihalomethanes (TTHM) EPA 5242 35.7 1.0 80 ug/L 08/16/23 08/19/23 2333141
Surrogate: Bromofluorobenzene EPA 524.2 93 ¢4 05/16/23 08/19/23 2333141
Surrogate: 1,2-Dichlorobenzene-d4 EPA 524.2 96 % 05/16/23 08/19/23 2333141
Haloacetic Acids Analyses
Dibromoacetic Acid EPA 552.2 2.0 1.0 N/A ug/L 08/14/23 08/14/23 2333002
Dichloroacetic Acid EPA 552.2 9.5 1.0 N/A ug/L 08/14/23 08/14/23 2333002
Monobromoacetic Acid EPA 5522 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L, 08/14/23 08/14/23 2333002
Trichloroacetic Acid EPA 5522 3.9 1.0 N/A ug/L 08/14/23 08/14/23 2333002
Total Haloacetic Acids (IIAA5) EPA 5522 15.4 1.0 60 ug/L 08/14/23 08/14/23 2333002
Surrogate: 2,3-Dibromopropionic Acid P4 552.2 97 % 08/14/23 08/14/23 2333002

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 FELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of

Project: Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of August, 2023

Work Order:

Received:  08/08/23 14:03

23HI170

24373 Walnut Avenue

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  08/23/23
26255 Appian Way 23111170-04 (Water) Sample Date:  08/08/23 8:33  Sampler: J W,

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Total (Field) Ficld 173 NIA _— 08/08/23 08/08/23 2332065

pH (Field) Field 7.44 N/A pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 234 N/A °oQ 08/08/23 08/08/23 2332065
Trihalomethanes Aunalyses

Bromodichloromethane EPA 524.2 13.6 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 1.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichloromethane) EPA524.2 16.8 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 524.2 9.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (TTHM) EPA 5242 41.8 1.0 80 ug/L 08/16/23 08/19/23 2333141

Surrogate: Bromofluorobenzene EPA4524.2 07 % 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-d4 EPA 524.2 105 % 05/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 22 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 5522 9.6 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 5522 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 552.2 5.4 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 5522 17.2 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surrogate: 2,3-Dibromoprepionic Acid LPA 552.2 109 % 08/14/23 08/14/23 2333002

ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bérnardino, Inc.

d-/ﬂ/%/

‘f]cm of Custody
Client City of Lomita _ System Number Analysis Requested
Address 24373 Walnut Avenue ' ,
' Lowmita, CA 91717 1_91 0073
Phone # (310) 903-2243 Destination Laboratory
Fax # B IX] Glinical Laboratory =
Project TTHM's | HAA's RWGQCB Compliance §
Lomita Distribution Monthy Compliance YES =
Sub Project Samples, 2nd Weel of August, 2023 ELAP# ?
- &
Comments @ - -
Sampled b W 1088 SAanPLE
pled by : BovTLe
Date Time Sample Idenitification Matrix {  Presery Type pH C;‘::’;:'IE Temp, Comments
8/8/2023 &5 o | 1912 W. 259th P {CA1910073_DST 801) DW |seoboo| 1D | T-Y1! 55 2ZHE | x 1
8/8/2023 &, OOg\m 1948 252nd St. (CA2910073_DST_302) DW |seebora| 10 | FY43| 18T | 23| x )
8/8/2023 |t 20uen | 2450 W2aTth st (CA1910073_DST_803) PW |seevome| 10 | F.38] 1.03[25.31 x 3
8/82023 | ' 350w | 26255 Appian Way {CA1910073_DST_500) DW |secbore| 1D | F4Y) ;73 23.4] x .
Preservatives: (1) NayS,04 (2) HCI (3) HNOS  (4) NHMGT

(5) H2504 (6) Naz8Q3 [7) Cold (8) Other:

Matrix: DW-Drinking Water, WiW-Waste Water, SW-Storm Watar,

GW- Ground Water, W.Wall D- Dist,
Type- 1-Routine, 2-Repaat, 3-Replacement, 4-Special
s Re}inqa iished lfy (Sign) Print Name / Company Date / Time };e /e.w;d By (sign)
L Lelli— John Williams /| City of Lomita 8/8/2023 217 %/ﬁ:;qg
Z E,ﬁc&.“ Oéransp DALY /cqq/e A f;-/f_’l_

[ ofe T2 /y/mmc%é;

Comiments: Samp|e§/receivcd: €~4-Qu ice Intact { ) Custody feals Temp (
JF () cC I/ S Lo

Shipped Via | | [ 1 1Fed X | | Golden Save LIUPS [ |Clent | | Other Page 1 of 1




Clinical Laboratory of San Bernardino, Inc.

25 September 2023 Clinical Lab No.: 2311208

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CAS1717

Project Name:  Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of September, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/12/23 . Samples were received within temperature range, in correct containers and
preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or

assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,

e

Jeanette Hernandez
Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue

Project: Standard Analysis

Sub Project: TTHM/HAA, 2nd Week of September, 2023

Work Order:

Received:  09/12/23 18:12

2311208

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
1912 W. 259¢h P1 2311208-01 (Drinking Water) Sample Date:  09/12/23 7:55 Sampler: J W

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyse!

CI Res Total (Field) Field 2.42 N/A mg/L 09/12/23 09/12/23 2337169

pH (Field) Field 8.2 N/A pH Units 09/12/23 09/12/23 2337169

Temperature (Field) Field 25 N/A °Q 09/12/23 09/12/23 2337169
Trihalemethanes Analyses

Bromodichloromethane EPA 524.2 16.4 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Bromoform EPA 524.2 2.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Chloroform (Trichloromethane) EPA 524.2 24.2 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Dibromochloremethane EPA 524.2 13.0 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Total Trihalomethanes (T'[‘HM) EPA 524.2 56.4 1.0 30 ug/L 09/20/23 09/20/23 2338159

Surrogate: Bromofluorobenzene LEPA 524.2 79 % 09/20023 09/20/23 2338159

Surrogate: 1,2-Dichiorobenzene-d4 EPA 524.2 82 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analvses

Dibromoacetic Acid EPA 552.2 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Dichloroacetic Acid EPA 552.2 10.5 1.0 N/A ug/L, 09/21/23 09/21/23 2338083

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083

Trichloroacetic Acid EPA 552.2 7.6 1.0 NIA ug/L 09/21/23 09/21/23 2338083

Total Haloacetic Acids (FHAAS) EPA 552.2 21.0 1.0 60 ug/L 09/21/23 09/21/23 2338083

Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 81 % 09/21/23 09/21/23 2338083

Page 2 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311208

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of September, 2023 Received:  09/12/23 18:12

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
1948 252nd St. 2311208-02 (Drinking Water) Sample Date:  09/12/23 7:37  Sampler; J. W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Quatlifier
Field Analvses

CI Res Total (Field) Field 2.48 N/A mg/L 09/12/23 09/12/23 2337169

pH (Field) Field 8.08 N/A  pH Units 09/12/23 09/12/23 2337169

Temperature (Field) Field 24.8 N/A °C 09/12/23 09/12/23 2337169
Trihalomethanes Analyses

Bromodichloromethane EPA 5242 159 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Bromoform EPA 524.2 2.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Chloroform (Trichloromethane) EPA 524.2 22.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Dibromochloremethane EPA 524.2 12.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Total Trihalomethanes (TTHM) EPA 524.2 54.0 1.0 30 ug/L 09/20/23 09/20/23 2338159

Surrogate: Bromoffuorobenzene EPA 524.2 71 % 09/20/23 09/20/23 2338159

Surrogate: 1,2-Dichlorobenzene-d4 EPA 524.2 79 % 09/20/23 09/20/23 2338159
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 29 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Dichloreacetic Acid EPA 552.2 10.4 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083

Trichloroacetic Acid EPA 552.2 7.3 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Total Haloacetic Acids (HAAS) EPA 552.2 20.6 1.0 60 ug/L 09/21/23 09/21/23 2338083

Surrogate: 2,3-Dilromopropionic Acid EP4 552.2 87 % 09/21/23 09/21/23 2338083

Page 3 of 5
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

Work Order:

2311208
Received:  09/12/23 18:12
Reported:  09/25/23

2450 'W. 247th St. 2311208-03 (Drinking Water) Sample Date:  09/12/23 7:00 Sampler: I W.
Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses
Cl Res Total (Field) Field 1.73 N/A mg/L 09/12/23 09/12/23 2337169
pH (Fi ield) Field 7.95 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 25.7 N/A °C 09/12/23 09/12/23 2337169
Trikalomethanes Analyses
Bromodichloromethane EPA 5242 133 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 524.2 2.3 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chloroform (’l'\'icluloromethane) EPA 524.2 18.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromochloromethane EPA 524.2 1.1 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trihalomethanes (TTHM) EPA 524.2 45.2 1.0 80 ug/L 09/20/23 09/20/23 2338159
Surrogate: Bromofluorobenzene EPA4 524.2 74 % 09/20/23 09/20/23 2338159
Surrogate: 1,2-Dichlorobenzene-d4 EPA4 524.2 83 % 09/20/23 09/20/23 2338159
Haleacetic Acids Analyses
Dibromoacetic Acid EPA 5522 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 552.2 10.2 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichloroacetic Acid EPA 552.2 6.0 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS} EPA 552.2 19.1 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 88 % 09/21/23 09/21/23 2338083

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311208

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of September, 2023 Received:  09/12/23 18:12

Lomita CA, 91717 Project Manager: Mark Andcrsen Reported:  09/25/23
26255 Appian Way 2311208-04 (Drinking Water) Sample Date:  09/12/23 8:13 Sampler: J. W,

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Total (Field) Field 2.1 N/A mg/L 09/12/23 09/12/23 2337169

pH (Field) Field 8.24 N/A pH Units 09/12/23 09/12/23 2337169

Temperature (Field) Field 22.7 N/A L' 09/12/23 09/12/23 2337169
Trihalomethanes Analyses

Bromodichloromethane EPA 5242 17.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Bromoform EPA 524.2 2.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Chloreform (Triclllorumetlmne) EPA 524.2 26.3 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Dibromochloromethane EPA 524.2 13.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Total Trihalomethanes (TTHM) EPA 524.2 60.1 1.0 20 ug/L 09/20/23 09/20/23 2338159

Surrogate: Bromofluorobenzene EFA 524.2 76 % 09/20/23 09/20/23 2338159

Surrogate: 1,2-Dichlorobenzene-d4 EP4524.2 82% 09/20/23 09/20/23 2338159
Haloacetic Acids Analvses

Dibromoacetic Acid EPA 552.2 3.0 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Dichloroacetic Acid EPA 552.2 10.7 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083

Trichloroacetic Acid EPA 552.2 8.8 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Total Haloacetic Acids (HAAS) EPA552.2 225 1.0 60 ug/L 09/21/23 09/21/23 2338083

Surrogate: 2,3-Dibromoprapionic Acid EP45522 87 % 09/21/23 09/21/23 2338083

ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bernardino, Inc, Chain of Custody

23T 1108

Client City of Lomita System Number Analysis Reguested
Address 24373 Walnul Avenue
Lomita, CA 91717 19100?3
Phone # (310) 983-2243 Destination Laboratory
Fax # [X} Clinical Laboratory 4
Projeet T T T TI'THM'S/ HAA'S RWQECB Compliance =
Lomita Distribution Monthy Compliance VES <
Sub Project Sumples, 2nd Week of Seprember, 2023 ELAP# ¢ g
Commonts -
1088

Samnpled by LW i
Bottie #!  Date Time Sample ldenitification Matis | Presery | Type | “:l“"‘::w Temp., Comments

| 91212023 | F * S%am 1912 W. 759th PI {CA1910073_DST 801) DW [sesbomic| 1D [P 10 24920175 X

2 | " |1 3%0m 1948 252nd 5t, (CA1910073_DST 8032) DW |seevotte] 1D |# 0% 12 HBlAY, B | x /

3 " " FClenwn| 2450 w2a78n st (CA1910073_bST 803) DW {seabotte] 1D [F75 11,3253 x

4 | "B e 26255 appian Way (Ch1910073 DST_800) | DW fseenore| 10 [R7%(9), 1I0/a2. %] x
Preservatives: (1) Na,$,0, (2) HCI (3) HNO3  {4) NH4CH Matrin: DW-Drinking Water, W Waste Water, SW-Storm Yater, GW- Grouna Water, W-Vell D- Dist,

{5} H28C4 (5) Me2803 [7] Cold [3) Other: . Type- 1-Routine, 2-Repeat, 3-Replacement, 4-3pecial
Refinguished By ‘(Sign) Print Name / Company Date / Time Recelped By (vig) crC R
A A s John Williams # City of Lomita 91212023 7 forisn %ﬁ 1 Ll el € D od2n >
/’A.gﬁ (et %@%@W&ﬁﬁﬂ fAAﬂ& % ! AV - )y
- _ ' 7-12 1¥/Z londe— {44 )
Comménts; Samples received: pcj'()n ice &) lIntact () Cusﬂ)cﬂy seals Temp (
)F ()¢ P LT A

Shipped Via | [ V1 FedX | | Golden Srare LIUPS 1\ Cllemt | (Other e Page I of 1




Clinical Laboratory of San Bernardino, Inc.

23 August 2023 Clinical Lab No.: 23H1170

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA 91717

Project Name:  Standard Analysis
Sub Project: TTHM/HAA, 2nd Week of August, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
08/08/23 . Samples were received within temperature range, in correct containers and

preservation.

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodologies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or

assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sig:;i;(:,tb

Jeanette Hernandez

Project Manager

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088




Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order:  23H1170

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of August, 2023 Received:  08/08/23 14:03

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  08/23/23
1912 W. 259th P1 23H1170-01 (Water) Sample Date:  08/08/23 8:12 Sampler: ] W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Total (Field) Field 1.55 N/A mg/L 08/08/23 08/08/23 2332065

pH (Ficld) Field 7.41 N/A pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 24.8 N/A °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses

Bromodichloromethane EPA 5242 141 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 19 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichloromethane) EPA 5242 18.1 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 5242 9.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (TTHM) EPA 5242 43.8 1.0 80 ug/L 08/16/23 08/19/23 2333141

Surrogate; Bromoflucrobenzene EPA 524.2 92 % 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-dd EPA 524.2 102 % 08/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 2.1 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 552.2 10.7 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromeacetic Acid EPA 552.2 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 5522 55 1.0 NIA ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 5522 18.3 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surrogare: 2,3-Dibromopropionic Acid EPA 552.2 26 % 08/14/23 08/14/23 2333002
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 23H1170

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of August, 2023 Received:  08/08/23 14:03

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  08/23/23
1948 252nd St. 23H1170-02 (Water) Sample Date:  08/08/23 8:00 Sampler: 1. W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Total (Field) Field 1.58 N/A mg/L 08/08/23 08/08/23 2332065

pH (Field) Field 7.47 N/A  pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 24.3 N/A °oC 08/08/23 08/08/23 2332065
Trihalomethancs Analyses

Bromodichloromethane EPA 5242 12.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 1.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichloromethanc) EPA 524.2 15.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 5242 92.0 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (T’I‘HM} EPA 5242 39.1 1.0 80 ug/L 08/16/23 08/19/23 2333141

Surrogate: Bromofluorobenzene FEFA 524.2 95 % 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-d4 £EPA 524.2 105 % 08/16/23 08/19/23 23337141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 2.0 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 552.2 9.8 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 552.2 5.0 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 552.2 16.8 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 94 08/14/23 08/14/23 2333002
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order:  23H1170

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of August, 2023 Received:  08/08/23 14:03

Lomita CA, 91717 Project Manager: Mark Andersen Reported: ~ 08/23/23
2450 W. 247th St. 23H1170-03 (Water) Sample Date:  08/08/23 7:20 Sampler: J W

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Total (Field) Field 1.03 N/A mg/L 08/08/23 08/08/23 2332065

pH (Field) Field 7.38 N/A pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 25.7 N/A °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses

Bromodichloromethane EPA 524.2 111 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 2.1 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloroform (Trichluromethane] EPA 524.2 13.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 524.2 8.8 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (TTHM) EPA 524.2 35.7 1.0 80 ug/L 08/16/23 08/19/23 2333141

Surrogate; Bromofluorobenzene EP4524.2 93 % 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlovobenzene-d4 EPA524.2 96 % 08/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 552.2 2.0 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 552.2 9.5 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 552.2 39 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 552.2 154 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surrogate: 2,3-Dibromopropionic Acid EPA 552.2 97 % 08/14/23 08/14/23 2333002
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of Project: Standard Analysis Work Order: 23H1170

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of August, 2023 Received:  08/08/23 14:03

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  08/23/23
26255 Appian Way 23H1170-04 (Water) Sample Date:  08/08/23 8:33  Sampler: J W.

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Field Analyses

Cl Res Totﬂ[ (Field) Field 1.73 N/A mg/L 08/08/23 08/08/23 2332065

pH (Ficld) Field 7.44 N/A  pH Units 08/08/23 08/08/23 2332065

Temperature (Field) Field 234 N/A °C 08/08/23 08/08/23 2332065
Trihalomethanes Analyses

Bromodichloromethane EPA 524.2 13.6 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Bromoform EPA 524.2 1.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Chloraoform (Trichloromethane) EPA 524.2 16.8 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Dibromochloromethane EPA 524.2 9.7 1.0 N/A ug/L 08/16/23 08/19/23 2333141

Total Trihalomethanes (TTHM) EPA 5242 41.8 1.0 80 ug/L. 08/16/23 08/19/23 2333141

Surrogate: Bromofluorobenzene EPA 524.2 97 % 08/16/23 08/19/23 2333141

Surrogate: 1,2-Dichlorobenzene-d4 LPA524.2 105 % 08/16/23 08/19/23 2333141
Haloacetic Acids Analyses

Dibromoacetic Acid EPA 5522 22 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Dichloroacetic Acid EPA 5522 9.6 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Monochloroacetic Acid EPA 5522 ND 2.0 N/A ug/L 08/14/23 08/14/23 2333002

Trichloroacetic Acid EPA 552.2 5.4 1.0 N/A ug/L 08/14/23 08/14/23 2333002

Total Haloacetic Acids (HAAS) EPA 552.2 17.2 1.0 60 ug/L 08/14/23 08/14/23 2333002

Surrogate: 2,3-Dibromopropionic Acid EPA 5522 109 % 08/14/23 08/14/23 2333002

ND Analyte NOT DETECTED at or above the reporting limit
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Clinical Laboratory of San Bérnardino, Inc.

Clﬁm of Custody
Client City of Lomita System Number Analysis Requested
Address 24373 Walnut Avenue _
: Lomita, CA 91717 191 0073
Phone # {310) 903-2243 Destination Laboratory
Fax # [X] Ciinical Laboratory -
Project TTHM's / HAA's RWQCB Compliance 'E"
- Losmita Distribution Monthy Complignce YES =
Sub Project Samples, 2nd Week of August, 2023 ELAP # g
Comments - -
Sampled b JW 1088 5@%)09"5
pecy : PoTTLE *
Date Time Sample Idenitification Matrix | Preserv Type pH C:::;LE Temp. Comments
V8812023 Billow| 1912w, 250t pi {CA1910073_DST_801) DW |seebote| 1D | T-Y\] 1557|248 | x |
: 2|8/8n023 %"l C‘Ors\m 1948 252nd St. (CA1910073_DST_802) BW ! seobottle| 1D :{?LH 138|243 x 2
20882023 | F 200w | 2450 w2azth st (CA1910073_DST_803) DW |seebotte| 10 1738 1.C3|25.%| x 3
sso23 | 8 3w | 26255 Appian way (CA1910073_DST 800) | DW |seetore| 1D | FHY| ;77| 23.1| x ~
Preservatives: (1) Nap$,0; (2) HC1 (3) HNO3  (4) NH4CI Matrix: DW-Drinking Water, WW-Waste Water, SW-Storm Water, GW- Ground Water, W-Well D- Dist.
(5) H2304 (8) Na2S03 (7) Cold {8) Other: Type- 1-Routine, 2-Repeat, 3-Replacement, 4-Special
Reginqa;isked By (Sign) Print Name / Company Date / Time Ijegeiged By (sign) .
\ AW ) John Williams/  City of Lomita 8/82023 217 _ﬁm., a-f,,g
éf/ \ Oér:m \{]émm ang) / QLQ/E . A K
U / 7 2 =z /"/7/ xR
Cothments: Sam p!ey/recewcd ice Intact { ) Custady b(eals Temp
F () C (Zs [ S L
Shipped Via l | | | FedX | ) Golden State | | UPS { 1Client | | Other Page 1 of I




Clinical Laboratory of San Bernardino, Inc.

25 September 2023 Clinical Lab No.: 2311208

Mark Andersen
Lomita, City of

24373 Walnut Avenue
Lomita, CA91717

Project Name:  Standard Analysis
Sub Project; TTHM/HAA, 2nd Week of September, 2023

Enclosed are the results of the analyses for samples received at the laboratory on
09/12/23 . Samples were received within temperature range, in correct containers and
preservation. :

Analyses were performed pursuant to client's chain of custody, within hold times, utilizing
EPA or other ELAP approved methodclogies.

| certify that the results are within compliance both technically and for completeness.
Analytical results are attached to this letter. Please call if any additional information and or
assistance are needed.

Thank you for choosing Clinical Laboratory of San Bernardino for your analytical needs.

Sincerely,

bty

Jeanette Hernandez
Project Manager

2 her 1088
Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (90%9) 825-7696 ELAP Nuwmber 105




Clinical Laboratory of San Bernardine, Inc.

Lomita, City of Project: Standard Analysis Work Order: 2311208 |
24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of September, 2023 Received:  09/12/23 18:12 |1
. {
Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23 |
i

1912 W. 259¢h Pi

2301208-01 (Drinking Water) Sample Date:  09/12/23 7:55  Sampler: 1. W,

Analyte Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Ficld Anaiyses
€1 Res Total (Field) Field 242 N/A mg/L 09/12/23 09/12/23 2337169
PH (Ficld) Field 8.2 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 25 Iz °C 09/12/23 09/12/23 2337169
Trihalomethanes Analyses
Bromodichloromethane EPA 5242 164 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 524.2 2.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chloroform (Trichloromethane) EPA 524.2 242 1.0 N/A ug/l, 09/20/23 09120/23 2338159
Bibromochloromethane EPA 524.2 i3.0 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Total Trihalomethanes (TTHM) EPA 524.2 56.4 1.0 %0 ug/L 09/20/23 09/20/23 2338150
Surrogate; Bromofluorobenzene LEPA 524.2 79 % 09/20/23 09/20/23 2338159
Surrogate: 1,2-Dichlorobenzenc-dd EPA 524.2 a2 % 09/20023 09/20/23 2338159
Haloacetic Acids Analvscs
Dibrorioacetic Acid EPA 5522 29 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloreacetic Acid EPA 552.2 10.5 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 NIA ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichloroacetic Acid EPA 552.2 7.6 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 21.0 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2, 3-Dibromopropionic Acid EPi 5522 81% 09/21/23 09/21/23 2338083
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of
24373 Walnut Avenue
Lomita CA, 91717

Project: Standard Analysis
Sub Project; TTHM/HAA, 2nd Week of September, 2023

Project Manager: Mark Andersen

Work Qrder:
Received:
Reported:

2311208
09/12/23 18:12

1948 252nd St.

2311208-02 (Brin King Wates)

Sample Date:

09/12/23  7:37

Sampler:

JW.

Batch Qualifier !

ba]yte Method Result Rep. Limit MCL Units Prepared Analyzed
Field Anatyses
1 Res Total (Ficid) Field 2.43 N/A my/L 09/12/23 09/12/23 2337169
pH (Field) Field 8.08 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 24.8 N/A °C 09/12/23 09/12/23 2337169
Bromodichloromethane EPA 524.2 159 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 5242 1.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Chioroform (Ti'ichlommntlmne) EPA 524.2 22.8 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromechloromethane EPA 524.2 12.8 1.0 N/A ug/L 09/20/23 09/20/23 2338150
Total Trihalomethanes (TTHM) EPA 524.2 54.0 1.0 30 ug/L 09/20/23 09/20/23 2338159
Surrogate: Bromafluorobenzene EP4 5242 71 % 09/20023 09/20/23 2338150
Surrogate: 1, 2-Dichlorobenzene-d4 EP4524.2 79 % 0820023 09/20/23 2338159
Haloacetic Aci Ivses
Dibromeacetic Acid EPA 552.2 2.9 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Dichloroacetic Acid EPA 552.2 16.4 1.0 N/A ug/L, 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L 09/21/23 09/21/23 2338083
Trichioroacetic Acid EPA 552.2 7.3 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Total Haloacetic Acids (HAAS) EPA 552.2 20.6 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surrogate: 2,3-Dibromopropionic Acid EPA552.2 87 % 09/21/23 09/21/23 2338083

Post Office Box
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Clinical Laboratory of San Bernardino, Inc.

=3
Lomita, City of Project: Standard Analysis Work Order: 2371208 {
24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of September, 2023 Received:  09/12/23 18:12 E
Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23 E
i
2450 W. 247ih St. 2311208-03 (Drinking Water) Sample Date:  09/12/23 7:00 Sampler:
Analyte Method Result Rep. Limit MCL Units Preparcd Analyzed Batch Qualifier
Field Analyse
ClI Res Total (Fieid) Ficld 1.73 NIA mg/L. 09/12/23 09/12/23 2337169
pH (Field) Field 7.95 N/A pH Units 09/12/23 09/12/23 2337169
Temperature (Field) Field 25.7 N/A ac 09/12/23 09/12/23 2337169
Tribalomethanes Analyses
Eromedichioromethane EPA 5242 13.3 1.0 NFA ug/L 09/20/23 09/20/23 2338159
Bromoform EPA 524.2 2.3 1.0 N/A ug/L, 09/20/23 09/20/23 2338159
Chioreform (’l'i'iu:llloromethanc) EPA 5242 18.5 1.0 N/A ug/L 09/20/23 09/20/23 2338159
Dibromochloromethane [PA 524.2 111 1.0 N/A. ug/L 09/20423 09/20/23 2338159
Tetal Trihalomeothanes (TTHM) EPA 524.2 45.2 1.0 80 ug/L, 09/20/23 19/20/23 233850
Surrogate: Bromofluorobenzene EFPA 524,2 74 % 09/20/23 09/20/23 2338150
Surrogate: 1,2-Dichlorobenzene-d4 EPA 524.2 83 % 09/20/23 09/20/23 2338159
Haloacetic Acids 4 nalyses
Dilrromeacetic Acid EPA 552.2 2.9 1.0 M/A ug/L 09/21/23 09/21/23 2338083
Dichioroacetic Acid EPA 552.2 19.2 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monobromoacetic Acid EPA 552,2 ND 1.0 N/A ug/L 09/21/23 09/21/23 2338083
Monochloroacetic Acid EPA 552.2 ND 2.0 M/A ug/L 09/21/23 09/21/23 2338083
Trichleroacetic Acid EPA 552.2 6.0 1.0 N/A ug/L. 09/21/23 09/21/23 2338083
Total Haloacetic Acids (IAAS) EPA 552.2 19.1 1.0 60 ug/L 09/21/23 09/21/23 2338083
Surregale: 2, 3-Dibromopropionic Acid EPA 5522 88 % 09/21/23 09/21/23 2338083

Post Office Box 329 San Bernardino, CA 92402 (909) 825-7693 Fax (909) 825-7696 ELAP Number 1088
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Clinical Laboratory of San Bernardino, Inc.

Lomita, City of

Project: Standard Analy

8i5

Work Order; 2311208

24373 Walnut Avenue Sub Project: TTHM/HAA, 2nd Week of September, 2023 Received:  00/12/23 18:12

Lomita CA, 91717 Project Manager: Mark Andersen Reported:  09/25/23
26255 Appian Way 2311208-64 (Drinking Water) Sample Bate:  09/12/23 8:13 Sampler: I W.

Analyle Method Result Rep. Limit MCL Units Prepared Analyzed Batch Qualifier
Ficld Analyses

C1 Res Totai (Field) Field 2.1 N/A mg/L, 09/12/23 09/12/23 2337169

piH (Field) Field 8.24 N/A pH Units 09/12/23 09/12/23 2337169

Temperature (Field) Field 22.7 N/A °C 09/12/23 09/12/23 2337169
Trihalomethanes Analyses

Bromodichloromethaue EPA524.2 i7.6 1.0 NIA ug/L 09/20/23 09/20/23 2338159

Bromoform EPA 524.2 z.6 1.0 N/A ug/L 09/20/23 08/20/23 2338159

Ciloraform (Trichloromethanc) EPA 524.2 26.3 1.0 N/A, ug/L 0%/20/23 09/20/23 2338159

Dibromochloremethane EPA 524,2 i3.6 1.0 N/A ug/L 09/20/23 09/20/23 2338159

Total Trilialomethanes (TTHM) EPA 524.2 60.1 10 20 g/l 09/20/23 09/20/23 2338159

Surrogate: Bromofluarobenzene EPA 524.2 76 % 09/20/23 (19/20/23 2338159

Surrogate: 1,2-Dichiorobenzenc-d4 EPA 524.2 82 % 09/20023 039720423 2338159
Haloacctic Acids Analyses

Dibromoacetic Acigd EPA 552.2 3.0 10 NiA ug/L 09/21/23 09/21/23 2338083

Dichioreacetic Acid EPA 552,2 10.7 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Monobromoacetic Acid EPA 552.2 ND 1.0 N/A ug/L 09/21/23 49/21/23 2338083

Monochloroacetic Acid EPA 552.2 ND 2.0 N/A ug/L, 09/21/23 09/21/23 2338083

Trichlovoacetic Acid EPA 552.2 8.8 1.0 N/A ug/L 09/21/23 09/21/23 2338083

Total Halpacetic Acids (ITAAS) EPA 552.2 225 1.0 60 ug/L 09/21/23 02/21/23 2338083

Surrogaie: 2, &Dibmmopmpiwzic Acid EP45522 87 % 09/21/23 09/21/23 2338083

ND Analyte NOT DETECTED at or above the reporting limit

Fost Office Box 329 San Bernardino, CA 92402 (999) 825-7693 Fax (909) 825-7696 [ELAP Number 1088
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Clinical Laberatory' of San Bernardino,

Client
Address

City of Lomita

Phone #
Fax &
Project

Sub Project

(310) 903-2243

TTHM's/ HAA's

Cominents
Sampled by

Botile ¢ Date

I 9/12/2023

5

—

—-_._,—-—..__-—-—-____“\\
) HCI (3) HHO3 {4 NH4cy

—
Prosarvatives: mrdagszt:!H {2
{8) H2S04 (5) Na2s03

Refin

7) Coid (8) Cther:
quished By (Sign)

] 24373 Walnut Avenue :
Lomita, CA 91717

Lomita Distribution Monthy C, airgriiaee
Sarnples, 2nd Woek of September, 202;

JW,
Sample Idenitification

1312 W, 353th py (CA1910073_DsT gy

Ly
" ? his) ?ﬁm 1342 25204 5p, {CA1910073_pst g0z )
3 |~ "] T 000wn]  2es0wzang SE. (CA1910073_DST_sog
" 5 = ig ‘

26255 Appian Way (CMMGQTB_DST_BDU}

Ine,

System Humber

& /D/Lb
Chain of Custody

23T 1208

Analysis Regquested
Destination Lahoratory
[X] Clinicai Laboratory :!-J
RWQese Compliance =
ELapg : g
1088
Madeix Presery : Tae ok
] Chilnring ‘ Commemﬁs
DW [sectore| 10 . iG]2. L _‘: | X
W ._Seebot;fe '”}____ Y !-'3, i 1_38 i{qha - - K ﬂ
DW | ses bowe 1D W
0 |
$ee bottle |
L e

Pring Name / Company

S Mg | _Joha Williams 5 Ciry of Lomita |
i;eﬁﬂ—rmﬂ

| {ips

1| Cliem

| 1 eiyer

Date / Time

Ty ™ TR

Water, SW-Stonm Water, GW- Groung Water, W-Well O- Diat.
Type- 1-Routine, 2-Repeat, S-Repiacement. 4-Special

LT

Rqr:ﬂ';l»er 8_ (5ign)
Ul 7 me] O ety

7 (=

< lm‘acﬁ ( ) Cus dy seals Temp {

)F ()€ g2 P
— T Lo

Page | of 1




	1910073-CityofLomita-2023September-TCR
	APP A
	1910073-CityofLomita-2023September-TCR
	1910073-CityofLomita-2023September-GP.pdf
	Sheet1




